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Abstract 

SINGLE MOLECULE  

PEPTIDE SEQUENCING 

 

Jagannath Swaminathan, PhD 

The University of Texas at Austin, 2015 

Supervisor:  Edward Marcotte 

 

The proteome is a highly dynamic and complex set of proteins, specific not only to a 

particular organism, but to cell types and environmental conditions. Understanding 

proteome changes as they occur is especially important for molecular diagnostics and 

developing biomarkers. Currently, the primary technology for proteome wide 

identification and quantification is shotgun mass spectrometry; while powerful, it lacks 

high sensitivity and coverage. In this dissertation, I discuss my work in the development 

of a new technology, termed “fluorosequencing”, for sequencing peptides from a 

complex protein sample at the level of single molecules. The concept is to generate a 

positional information pattern of an amino acid(s) (such as xKxxK, where K is lysine and 

x can be any of the other amino acid residues). In order to obtain such a pattern, we 

proposed a scheme of (i) selectively labeling one or more amino acid(s) in the peptides, 

(ii) immobilizing millions of these individual fluorescently labeled peptides on a glass 

surface, (iii) monitoring their changing fluorescent pattern by TIRF microscopy as the 

(iv) N-terminal amino acid is sequentially cleaved by Edman chemistry and (v) using the 
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resulting fluorescent signature (fluorosequences) to uniquely identify individual single 

molecule peptides in the mixture. We began by developing a computational framework to 

justify the feasibility of the concept. By modeling different sources of anticipated errors, 

we showed that the errors do not greatly affect the identification of proteins in the human 

proteome. Secondly, after screening fluorophores for their solvent stability, we used 

fluorescently labeled synthetic peptides covalently immobilized on beads to 

experimentally demonstrate the ability of the technique to determine the position of the 

fluorescently labeled residue in peptides. Finally, we translated the bead optimized 

chemistry procedures to a single molecule setup. We implemented the fluorosequencing 

method to sequence synthetic peptide molecules and provided evidence for the 

technique’s utility to discriminate peptides in a peptide mixture with single molecule 

sensitivity. By establishing the foundational work towards the proof-of-principle for 

fluorosequencing, we can now scale the method in order to realize the idea of single 

molecule proteome wide sequencing.  
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Chapter 1: Introduction 

 

PROTEOMICS 

The proteome is defined as the total set of proteins encoded by the genome and 

the study of the large scale cellular function determination at the protein levels is a good 

definition for ‘proteomics’ [1]. In this thesis, the use of term proteomics will be restricted 

to mean the study of cataloguing the proteins in the protein mixture.  

Although with this definition, there would appear an equivalence between the 

genomic and proteomic information, it is not the case [2]. A number of processes such as 

regulation of transcription and translation, splicing isoforms, RNA and protein editing 

[3], half-lives and post-translational modifications such as glycosylation,  

phosphorylation, truncation etc. are responsible for the cellular presence of thousands of 

proteins varying in their abundances and/or in their gene-translated sequence. A number 

of studies have shown weak correlations between the transcriptome (gene expression) 

and proteome profiles in a number of species [4]1. These findings indicate that (a) the 

genomic information cannot be used as a deterministic proxy for cell behavior and (b) 

alternate methodologies to DNA or RNA sequencing are essential to catalogue the 

complete proteome datasets. Thus the study of proteomes provides critical and orthogonal 

information complementing the genomics, transcriptomics, metabolomics and lipidomics 

of a cell.  

Apart from providing fresh insights about biology, proteomics is an important 

avenue for improving human health [5]. While the origins of many diseases are 

                                                 
1 There is an ongoing debate in the proteomics community on the degree of correlation 

between the mRNA levels and protein abundances  [4] 
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Mendelian in nature (see http://omim.org/) and can be traced to the mutations in one or a 

small set of proteins such as in cystic fibrosis [6], Huntington’s disease [7] etc., a number 

of complex diseases involving multi-gene interactions such as cancer [8], cerebrovascular 

diseases [9], neurodegenerative diseases [10] and infections [11] do not (yet) have a clear 

identifiable origin of trigger mutations and are best understood and diagnosed by changes 

in the proteome profile of the cells [12]. In all cases, the symptoms are caused by the 

disruption of the proteostasis (or proteome balance) of a cell, tissue or system and 

determining the molecular mechanisms for diagnosis and treatment involves studying 

changes in their proteomes [13]. Through community led initiatives, a number of human 

centric proteome datasets are maintained and accessible at the  human proteome atlas 

(http://www.proteinatlas.org/), the human proteome project (http://www.thehpp.org/), 

nextProt (http://www.nextprot.org/),  the global proteome machine 

(http://www.thegpm.org/, [14] and proteome exchange 

(http://www.proteomexchange.org/). These information sources are essential for 

applications in diagnosing and treating diseases.  Many of these large scale proteome-

wide studies are performed using shot-gun mass spectrometry. Although powerful and 

modern variants of mass spectrometry have advanced the sensitivity, the depth in 

proteome coverage is currently low for single runs. Proteins of lower abundances in the 

sample are not detected [15].  

 This thesis introduces and describes the foundational principles (theoretical and 

experimental) for a new technology called “Fluorosequencing”, in order to perform 

multiplexed protein sequencing. Analogous to the advancement of genomics with the 

next-generation DNA sequencing, this technique when scaled, can rapidly identify 

millions of proteins in complex proteomic mixtures at the level of a single molecule.  
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CURRENT TECHNOLOGIES IN PROTEOMICS 

The technology space for fluorosequencing in proteomics arises due to the lack of 

existing technologies capable of detecting proteins at high sensitivity and throughput. 

While early studies in proteomics were pioneered with the use of 2D gel electrophoresis 

[2], the currently used technologies can be broadly classified as (a) antibody detection 

based method and (b) mass spectrometry.  

In the antibody based detection technology, the specificity of antibody recognition 

to a protein (antigen) is leveraged. A number of antibody based proteomics platforms 

capable of identifying about 700 proteins in parallel are commercially available like the 

planar arrays offered by Panorama technology (Sigma-Aldrich Co, MO, USA) or bead 

based antibody arrays offered by xMap technology (Luminex, TX, USA). In the global 

collaborative Human protein atlas program [16], a number of antibodies are developed to 

specifically target the ~20,000 non-redundant putative proteins. The recent report on the 

success in profiling ~90% of these proteins across 32 different tissue types with ability to 

perform localization studies indicates the promise of this technology for large scale 

proteomic studies [17]. However it is limited to identifying the gene coding proteins, has 

an inherent difficulty in raising highly specific antibodies against target proteins and their 

different post-translational modifications and has a difficult problem of displaying 

proteins in a native conformation for specific antibody binding and detection [18–20].   

The use of liquid chromatography coupled tandem mass spectrometry (LC-

MS/MS) is the most widely used technology for proteomics today [21]. The use of 

electrospray ionization technique and other soft ionization methods in mass spectrometry2 

greatly benefited proteomics because liquid protein samples could then be aerosolized 

                                                 
2 The Nobel Prize in 2002 for chemistry was awarded to Dr. John Bennett Fenn for the 

development of electrospray ionization and Koichi Tanaka for soft desorption ionization. 
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and ionized without fragmentation. Along with the development of these nanospray and 

ionization technologies, the use of in-line high performance liquid chromatography and 

technologies for isolating and fragmenting individual peptides/proteins were some of the 

improvements resulting in higher resolution and quantitative protein identification [22]. 

Further improvements in sample preparation protocols and bioinformatics software has 

enabled the widespread use of the shot-gun proteomics approach to protein identification 

in complex protein samples. This method was central to deep profiling of the human 

proteome [23,24] and in the survey of protein complexes in human cells [25].  

Although mass spectrometry has evolved to an atto-mole sensitivity and is 

capable of obtaining reasonably deep coverage of the proteomes [26], the process of 

sample preparations and data interpretations are still time consuming and labor intensive. 

For example, ~2 million MS/MS (tandem mass spectrometry) spectra collected from 72 

chromatographic fractions of a human cell line (Hela) could identify only ~45% of the 

total proteome [27]. This is primarily due to the difficulty in identifying proteins present 

in low concentration within samples of large dynamic range of protein abundances [28]. 

In addition, some proteins like receptors, signaling molecules, hormones etc. can trigger 

signaling cascades at low abundances (in 10s or 100s in numbers per cell). Detecting 

them is difficult with the current existing mass spectrometers [15]. The fundamental 

design of detectors used today makes it difficult (if not impossible) to identify these 

proteins and achieve sensitivity of single molecules. In addition, this mass spectrometry 

method work by isolating and fragmenting peptide peaks in a serial fashion constraining 

its throughput to about 105-106 spectra per experimental run.  

With the advent of nanopore technology for DNA sequencing, where DNA 

polymer threads through a nanoscale pore (made of protein or electrical junction) and 

generates electrical signatures characteristic of the base pair, attempts to obtain protein or 
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peptide signatures are underway [29–31]. Since none of these studies have been able to 

discriminate peptides in a mixture, this methodology will not be discussed further. 

 The limits in the currently existing technologies, described above, exposes a need 

for a new method in proteomics that is rapid, scalable with high throughput and is 

sensitive to detection of even low abundant proteins. Such a technique would ensure the 

ability to obtain high coverage of the proteome in samples such as cell lysates or blood 

serum.  

 

CONCEPT OF FLUOROSEQUENCING 

The basis for this technique is that the positional information of a small number of 

amino acid types in a peptide may be sufficiently reflective of the peptide’s identity, to 

allow its identification in a known protein sequence database. Figure 1 illustrates the 

proposed scheme for single molecule peptide sequencing. The key idea is to selectively 

fluorescently label amino acids on immobilized peptides, followed by successive cycles 

of removing peptides’ N-terminal residues (by Edman degradation) and imaging the 

corresponding decreases of fluorescence intensity for individual peptide molecules. The 

resulting stair-step pattern of fluorescence decreases will provide the positional 

information of the select amino acids and often be sufficiently reflective of their 

sequences to allow unique identification of the peptides by comparison to a reference 

proteome. 
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In more detail, proteins in a complex mixture are first digested into peptides using 

an endo-peptidase of known cleavage specificity. Select amino acid types (e.g. lysine, 

tryptophan or tyrosine) are then covalently labeled with spectrally distinguishable 

fluorophores, each being specific (by reactivity) to the given amino acid side chain. 

Labeled peptides are immobilized on a glass surface, as for example via the formation of 

 

Figure 1.1: Fluorosequencing strategy for single molecule protein sequencing 

In brief, proteins are extracted digested into peptides by specific endo-peptidases. All 

occurrences of the particular amino acids on the peptides are selectively labeled by 

fluorophores (for example yellow for tyrosine, green for tryptophan and blue for lysine) 

and surface immobilized for single-molecule imaging (for example by anchoring via 

cysteine). The peptides are subject to Edman degradation; in each cycle, a fluorescent 

Edman reagent (pink trace) couples and removes the terminal amino acid The step drop 

of fluorescent intensity indicates when labeled amino acids are removed, which in 

combination with the Edman cycle completion signal, gives the resulting fluorosequence 

(e.g., “WKKxY..”). Matching this partial sequence to a reference protein database 

identifies the peptide. [Image credit: Angel Syrett] 
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a stable thioether linkage between a maleimide functionalized surface and the thiol group 

on cysteine residues [32]. The choice of peptidase, labeled amino acids, and anchoring 

amino acid, all convey information about the identity of a peptide and thus can be 

optimized for maximum benefit. Using techniques such as Total Internal Reflection 

Fluorescence (TIRF) microscopy, individual peptide molecules can be imaged on such a 

surface, and the fluorescence intensity across all fluorophore channels can be determined 

for each peptide on a molecule-by-molecule basis. By performing Edman chemistry [33] 

(the classic chemical method used for sequencing amino acids in a peptide by cleaving 

one amino acid at a time from the N-terminus of a peptide) we can monitor the decreases 

in fluorescence intensity following each experimental cycle. This informs the relative 

positions of labeled amino acids in the peptides, and thereby obtain a partial peptide 

sequence. This scheme can be improved by using a fluorescent Edman reagent coupling 

and decoupling of which can be observed, enabling the successful completion of each 

Edman cycle to be monitored for every single peptide, providing an internal error check. 

We term the pairing of a single Edman degradation cycle and the subsequent 

observation for changes in fluorescence as an experimental cycle. The observed sequence 

of luminosity drops in fluorescence across experimental cycles is a fluorosequence; the 

technique itself is thus fluorosequencing. For the example shown in Figure 1.1, the 

fluorosequence is “WKKxY”. By mapping the partial sequence back to a reference 

proteome of potential proteins, which could be derived from a genome sequence, we 

would determine if the fluorosequence uniquely identifies a peptide, and ultimately, its 

source protein.  

Commercially available TIRF microscopes can be used to monitor fluorescence 

changes for millions of individual peptide molecules [34] and are not dissimilar to early 

variants of next-generation DNA sequencers [35]. By increasing peptide density and 
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acquiring TIRF images over a large surface area, one could in principle obtain 

fluorosequences for millions or billions of peptides in parallel. Critically, this approach 

would be intrinsically quantitative and digital, based on counting repeat peptide 

observations, in much the same way next generation RNA sequencing is for identifying 

and quantifying RNA transcripts.  

The fluorosequencing technology fundamentally relies on the two established 

methods – (a) Edman degradation chemistry for the stepwise cleavage of amino acids 

from the peptide and (b) the use of single-molecule TIRF microscopy [36] for imaging 

billions of labeled peptides tethered to a glass surface. The relevant background 

information for these two methods are provided to help the reader understand the 

underlying principles and limitations of the technology.  

 

METHODOLOGY USED FOR DETECTING THE SINGLE FLUORESCENT PEPTIDE MOLECULES 

This dissertation discusses single molecule fluorescence microscopy as the 

principle technology used for detecting and sequencing peptides. The technique has been 

developing over the past four decades [34] and has been used in early single molecule 

DNA sequencing [35] and in studying the dynamics of DNA and protein [37]. A 

background has been provided to aid the reader in understanding the relevant features and 

limitations of the detection method used in the fluorescence microscopy.  
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Principles of fluorescence 

Fluorescence was first discovered by George Stokes when he observed that the 

visibly clear solution of quinine sulfate turned blue when held in the non-visible and 

beyond the violet portion of the solar spectrum (spectrum separated by a prism)3 [38].  

The Perrin-Jablonski diagram, shown in figure 1.2, illustrates the mechanism of 

fluorescence by tracing the transitions of the excited electrons through the different 

energy states. Of particular relevance to enhancing the photostability of the fluorophore is 

the triplet state of the excited fluorophore. This low energy and long lived state (order of 

micro to milliseconds) occurs when the spin of the excited electron is flipped resulting in 

delayed fluorescence or phosphorescence. The depletion of electrons from the triplet state 

can occur by thermal activation or annihilation with other triplet molecules. It is in this 

triplet state where molecular oxygen (present in aqueous imaging buffers) undergoes an 

energy transfer with the excited fluorophore resulting in a singlet oxygen species that 

quenches most fluorophores by oxidation or other covalent modification [39]. 

Photophysics of organic fluorophores 

Most fluorescent compounds are aromatic and/or highly unsaturated organic 

molecules.  In general, the increase in the length of the π -electron system (i.e. the degree 

of conjugation) shifts the fluorescence spectra to longer wavelengths and increased 

quantum yield. However, the effect of substitution on the aromatic hydrocarbons is 

complex and not generalizable for predicting fluorescence behavior. The polarity of the 

solvent governs the fluorescence behavior due its effect on the dipole moment and 

relaxation mechanism of the excited fluorophore molecule [40]. Despite the long history 

of theoretical studies on organic fluorophores, the use of commercial fluorophores 

                                                 
3 Although he called it dispersive reflexion, in the footnote he termed this phenomenon as 

“fluorescence” (from combining words - fluorspar, a mineral and opalescence). 
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(sometimes without the knowledge of their structure) to predict stability or fluorescence 

behavior under different solvent conditions requires empirical study on a case by case 

basis. 

 

 

Figure 1.2: Perrin-Jablonski diagram illustrating the mechanism of fluorescence and 

photobleaching 

The fluorophore is excited by the incident laser beam to higher orbital states S1 and S2. 

A number of internal conversions and subsequent return to the ground state S0 results in 

fluorescence emission. If the electron spin is reversed in the excited state, the fluorophore 

enters the triplet state (T1 and T2). Dissolved molecular oxygen in the environment could 

be converted to the highly reactive singlet state by collision induced energy transfer. This 

shortens the lifetime of the fluorophore in the triplet state, causes phosphorescence or 

forces the fluorophore into a long lived dark state (D) where it can be oxidized and 

bleached or quenched. [The image was adapted from the Wikipedia entry on Jablonski 

diagram (https://en.wikipedia.org/wiki/Jablonski_diagram).]  

Total Internal Reflection Fluorescence (TIRF) microscopy 

TIRF microscopy is an optical method for achieving selective illumination of 

fluorescent molecules in an extremely thin axial section (~50-200 nm) above the glass 

surface. This enables acquisition of signal from spatially separated single fluorescent 
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molecule with low background noise. The method is based on the principle that when 

total internal reflection of the incident laser occurs at the interface of glass-water, a 

surface electromagnetic field (termed “evanescent wave” and which has the same 

frequency as the incident light) excites the fluorescent molecules immobilized on the 

glass surface [41]. The two common setups of the TIRF microscope are the prism mode 

and the objective mode [42]. In the objective mode (the setup used in this thesis), a 

specialized objective is used to align the laser beam and achieve TIRF in an inverted 

microscope, allowing for multi-wavelength laser switching and ease of operating a fluidic 

device. Single molecule studies using TIRF microscopy have studied reaction kinetics in 

chemistry [43,44], sequencing of DNA [35], protein dynamics [45,46] and many cellular 

processes [42]. 

Photobleaching 

The fluorescence emission from fluorophores does not last forever and photo-

destruction of fluorophores occur after a period of time. This photo-destruction process, 

termed photobleaching, is especially problematic for single molecule fluorescence 

microscopy studies where detecting at least a 100 photons is needed for medium accuracy 

experiments [46] and fluorescence over time period of minutes is required for studying 

many biological phenomena [47]. Understanding the phenomena of photobleaching and 

improving the stability of fluorophores is especially critical for the success of this 

technology.  

The mechanism of photobleaching has been explained by the permanent 

destruction of fluorescence either through photo-induced chemical destruction or 

irreversible covalent modification from the excited solvent molecules [46]. An 

irreversible covalent modification such as oxidation typically occurs by the energy 
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transfer of the fluorescent molecule in its long lived triplet state with molecular oxygen in 

the local environment. This can result in either an excited singlet oxygen or the formation 

of superoxide radical [48,49] that can attack fluorophores [50]. However, since oxygen is 

also a potent quencher of the triplet state there is a tradeoff between reduced yield due to 

photo-destruction and increased yield by reduced triplet state population of fluorophores 

[39].  

Although lowering the intensity of excitation light or limiting the exposure is the 

simplest method to reduce photobleaching [51,52], they reduce the amount of photons 

being collected making imaging and data analysis difficult. Photobleaching can be 

reduced by lowering the levels of dissolved oxygen and use of triplet state quenchers. To 

reduce oxygen in the environment and protect the fluorophores, antioxidants in anti-fade 

reagents like n-propylgallate in glycerol, ascorbic acid, cysteamine etc. or an enzymatic 

oxygen scavenger system (OSS) are used for single molecule fluorescence microscopy 

applications[53,54]. The most common OSS is the glucose, glucose oxidase and catalase 

mixture that reduces molecular oxygen level to micromolar concentration [55]. This 

lengthens the photobleaching time for many fluorophores but increases the acidity of the 

solution. Other systems include protocatechuic acid and protocatechuate-3,4-dioxygenase 

[53] or pyranose oxidase and catalase [56] can further reduce the dissolved oxygen 

concentration and does not alter the pH of the solution. Another method of enhancing 

photostability is to use triplet state quenchers like Trolox [57], β-mercaptoethanol, [58] 

etc. However many of these chemicals have low water solubility. If the imaging can be 

performed under non-aqueous conditions, methanol and ethanol would be ideal imaging 

solvents due to their lower levels of dissolved oxygen and their ability to solubilize 

increased amounts of triplet state quenchers.  
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A large number of recent studies have been focused on dramatically improving 

the photostability of fluorophores by covalently coupling them with protective agents 

such as cyclo-octatetraene, 4-nitrobenzylalcohol (NBA) or Trolox on cyanine dyes 

[54,59] or structurally rigidifying groups like azetidene on rhodamine class dyes. These 

self-healing or ultra-stable dyes, which are typically cell permeable, have enabled 

observing cellular events such as intra-subunit rotation of bacterial ribosomes or in 

nuclear staining [54,60].  

The design of surfaces and microfluidic devices is another route undertaken 

recently to improve the photostability of dyes. For example, shielding the rhodamine dye 

from radicals by introducing them in confined environments like PDMS wells [61], 

designing PDMS microfluidic device wherein the imaging buffer is deoxygenated by 

having flanking N2 channels [62] or by introducing surface modifications [63] have  

enhanced the photostability of dyes.  

 

METHODOLOGY FOR PEPTIDE SEQUENCING - EDMAN DEGRADATION 

The principle method used in the fluorosequencing technology for the stepwise 

degradation of peptides is a 60 year old chemistry technique called “Edman degradation” 

[64]. Since the introduction by Pehr Edman , a number of laboratories and facilities in 

universities house an automated machine that performs Edman chemistry on purified 

peptide samples (at nano-mole to pico-mole levels) and provides a HPLC chromatogram 

indicating the sequence of the peptide. An in depth discussion of the basic Edman 

chemistry, the history of its instrumentation, detection methods and alternative 

degradation chemistries is presented to aid the readers in the appreciating the nuances of 

the chemistry used in fluorosequencing.  
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Chemistry of Edman degradation 

In the method of Edman degradation, the amino acid at the N-terminal is labeled 

with an amine reactive group such as phenylisothiocyanate and cleaved, without 

disrupting the remaining peptide backbone. The released amino acid is detected and by 

performing repeated cycles of Edman degradation, the sequence of amino acids is 

obtained. The principal chemical steps in Edman degradation (shown in figure 1.3) are -  

1. Coupling: The deprotonated α-amino group at the N-terminal amino acid reacts 

with phenylisothiocyanate (PITC) under basic conditions. The formed adduct, 

phenylthiocarbamyl (PTC) peptide, is acid labile when compared to the peptide 

bond. 

2. Cleavage: Treatment with anhydrous acid results in the thiourea attacking the 

nearest carbonyl group present in the first amino acid causing an intramolecular 

cyclization. This is followed by the cleavage of the peptide bond adjacent to the 

carbamyl group while the anhydrous nature of the reaction condition prohibits the 

cleavage of the remaining peptide bonds. Thus the terminal amino acid derivative 

is cleaved as a thiazolinone derivative or anilinothiazolinone (ATZ) amino acid) 

leaving the rest of the peptide intact. 

3. Conversion: The cleaved thiazolinone amino acid is selectively extracted by 

organic solvents and treated with aqueous acids [65] to form a stable 

phenylhydantoin (PTH) amino acid derivative. The PTH amino acid is detected 

by different methods, like chromatography, electrophoresis etc. and corresponds 

to a unique signature of the amino acid variant.  

In this way, the N-terminal amino acid is identified and the degradation cycle on 

the intact peptide is repeated to elucidate the sequence of amino acids on the peptide. 

Given the wide use of Edman degradation, a variety of conditions for coupling, cleavage, 
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detection and other modifications in the chemistry or instrumentation has been used 

(Table 1.1).  

 

 

Figure 1.3: Mechanism of Edman degradation 

Phenylisothiocyanate (PITC) couples with the amine group on the N-terminus of the 

peptides under basic conditions to form a phenylthiocarbamyl (PTC) peptide adduct. This 

undergoes rearrangement under anhydrous acidic condition forming a five membered 

ring with the first amide bond and cleaves off the peptide with the first amino acid 

forming an Anilinothiazolinone (ATZ) amino acid. Under aqueous acidic condition, 

ATZ-amino acid rearranges further to form phenylthiohydantoin (PTH).   
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In the early years, a number of variants of coupling and cleavage condition were 

tried by different groups [66], but the use of phenylisothiocyanate became the most 

popular reagent due to its ideal rates for coupling and cleavage. The mechanism of 

cleavage was debated in the early years, as to whether water was required for the 

formation of the PTH amino acid. It was finally established that cleavage occurs under 

mild anhydrous acidic condition and is a very fast reaction, but conversion of the ATZ-

amino acid to the PTH-amino acid required hydrolysis and/or heat with strong acid [66–

69]. It was also noted by Edman, that presence of oxygen and oxidative reagents results 

in oxidative desulfurization reaction of the PTC-peptide, wherein there is a loss of sulfur 

and a non-cleavable phenylcarbamyl amino acid derivative is formed [69].  Apart from 

this, it was elucidated that the major loss in efficiency could be due to impure solvents, 

side reactions or degradation products of PTC-amino acids during the conversion step or 

loss of peptides from the support [70].  

An early attempt in using Edman degradation on a population of peptides (such as 

those binding to MHC) or synthetic peptides was undertaken by Stevanović and Jung 

[71], called pool sequencing. They performed Edman degradation on the mixture and 

from the observed yields of amino acids, back calculated the likely amino acids in the 

sequence. They used the experimentally determined estimations of the repetitive yield of 

the peptides in the sequencer and the efficiency in detection as their prior knowledge for 

identifying the peptide sequences. Although they could not determine the sequences 

generated from the use of unknown proteases, it was the first attempt in using Edman 

degradation in multiplexed peptide identification. 
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Table 1.1: Summary of the major variations in the coupling and cleavage conditions used for Edman degradation. 

Coupling condition 
Cleavage 

condition 
Identification Support Comments Reference 

20% PITC in 

dioxane incubation 

for 2-3h at 40 °C 

Glacial acetic 

acid/5.7N HCl 

mix incubation 

for 4-16h 

PTH-AA or amino 

acid were analyzed by 

paper chromatography 

Whatman #1 paper 

strip was used for 

immobilization and 

chemistry. 

Simplified method of 

peptides spotted on 

paper and the chemistry 

performed on it. 

[72]  

100:3:1 of Pyridine: 

triethylamine: PITC 

incubation at 40 °C 

for 2 hours with 

constant mixing. 

Mix of 1mL 

water and 2 mL 

of HCl saturated 

with acetic acid 

incubation for 2 h 

ours at 40 °C. 

Paper 

chromatography used 

for separation and UV 

identification.  

Liquid phase 

chemistry. 

One of the early attempt 

in optimizing Edman 

degradation for large 

proteins. 

[73] 

5% PITC in heptane 

was added after prior 

incubation with basic 

solvent (Quadrol). 

Incubated at 55 °C 

for 30 minutes. 

Dry HFBA was 

repeatedly 

purged.  

Gas chromatography 

of PTH-Amino acid 

separation. 

Spinning cup 

method used for 

peptide 

immobilization and 

reagent delivery. 

Paper describes the 

automated sequencer by 

P. Edman based on the 

spinning cup design. 

[74]  

20% PITC in 

acetonitrile 

incubation for 20 

minutes at 45 °C. 

TFA incubation 

for 30 minutes at 

45 °C. 

Radiolabeled PTH-

amino acids separated 

in silica plates and 

identified by 

scintillation counters. 

Various functional 

groups derivatives 

coated on 

Polystyrene 

copolymer beads. 

First generation of 

automated sequencer. 

Has µmole sensitivity;  

[75] 
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Table 1.2 (contd.): Summary of the major variations in the coupling and cleavage conditions used for Edman degradation. 

Coupling condition 
Cleavage 

condition 
Identification Support Comments Reference 

50% Pyridine and N-

ethylmorpholine 

prior incubation 

before PITC 

addition. Incubated 

for 1hour at 45 °C. 

TFA incubation 

for 20 minutes at 

37 °C. 

Thin layer polyimide 

plate used for 

separation and 

fluorescence of dansyl 

amino acid detected 

for identification. 

Liquid phase 

chemistry; 

Only the N-terminal 

amino acid of the 

peptide was identified 

by the dansylation 

method.  

[76] 

15µL of PITC with 

200 µL of 50% 

Pyridine incubated 

for 60-90 minutes at 

45 °C. 

TFA incubation 

at 45 °C for 15 

minutes. 

HPLC or amino acid 

analysis was 

performed. 

Liquid-phase 

chemistry; 

A cost effective way of 

Edman chemistry by 

housing the entire unit 

under nitrogen 

[77] 

Ethanol: 

triethylamine: water:  

PITC mix (7:1:1:1 

v/v) incubation for10 

minutes at 50 °C. 

TFA purging for 

6 minutes at      

50 °C. 

Analytical HPLC 

used for separation 

and identification of 

PTH-amino acids. 

Polybrene 

membrane used for 

peptide 

immobilization. 

Manual Edman 

degradation; Describes 

other support used as 

well.  

[70] 

0.4M Triethylamine 

in propanol: water 

(3:2) solvent added 

prior to PITC. 

Performed at 55 °C 

for 20 minutes. 

TFA incubation 

at 40 °C for 15 

minutes. 

GC and TLC used for 

separation and 

identification.  

Liquid-phase The replacement of 

Butyl chloride with 

benzene reduced peptide 

loss. Coupling reagent 

was maintained under 

nitrogen. 

[65]  
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Table 1.2 (contd.): Summary of the major variations in the coupling and cleavage conditions used for Edman degradation. 

Coupling condition 
Cleavage 

condition 
Identification Support Comments Reference 

15% PITC in n-

heptane incubation 

for 15 minutes at    

42 °C. 

TFA for 15 

minutes at 42 °C. 

HPLC used for 

separation and 

identification. 

Gas-liquid 

sequencer 

introduced. 

Polybrene membrane 

used for sample 

immobilization. 

Chlorobutane was used 

for extracting PTH-AA. 

[78] 

2.5% PITC (in 50% 

Pyridine/water) 

incubation for 20 

minutes at 50 °C. 

TFA incubation 

for 10 minutes at 

45 °C. 

Thin layer paper 

chromatography used 

for PTH- amino acid 

separation. 

Liquid phase 

reaction. 

Manual Edman 

degradation protocol. 

[79] 

7:1:1:1 of Ethanol: 

water: triethylamine: 

PITC at 50 °C for 10 

minutes. 

TFA incubation 

at 50 °C for 6 

minutes. 

Radioactivity of the 

eluent measured. 

Arylamide-

sequelon(R) disk 

used for the solid 

phase chemistry. 

Use of manual Edman 

sequencing for 

identifying 

phosphopeptides. 

[80] 
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Efforts in instrumentation 

The simplistic nature of the Edman degradation chemistry enabled optimization of 

the manual Edman degradation procedure and resulted in the widespread use of PITC as 

the Edman reagent for coupling and anhydrous trifluoroacetic acid as cleavage reagent  

[79]. The mechanistic understanding of Edman degradation led to the development of 

automated sequencers, or sequenators, capable of sequencing long polypeptides up to 60 

amino acids in length [74,75]. The sequenators rely on separating the cyclization and 

conversion reactions in space and time [66], maintaining an oxygen-free environment 

[77,81] and driving high purity solvents by positive gas pressure.  

The first automated sequencer, introduced by Edman and Begg and called the 

“protein sequenator” used a spinning cup method for effective peptide immobilization 

and efficient liquid transfers [74]. In the spinning cup design, the peptide and liquids are 

transferred to the spinning cup where centrifugal forces spread them on the wall. This 

enables easy liquid phase extractions of the cyclized products. A number of changes to 

this design resulted in an optimized instrument capable of sequencing a number of 

proteins or peptides like stomatostatins, interferons etc. at picomolar concentrations [82].  

Another automated Edman sequenator was developed around the same time by 

immobilizing polypeptides on functionalized polystyrene beads and using radiolabeled 

PITC to aid detection [75]. A number of significant efforts were undertaken to improve 

the immobilization of peptides on these solid resin. This solid phase Edman degradation 

step met the criteria set for solid phase chemistry which were that the resins needed to be 

porous and expandable, provide for high yield in peptide immobilization, lack side 

reactions, be stable to the solvents used in Edman degradation and be easy to achieve 

covalent peptide immobilization with the peptide [83].  
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Schemes for covalent peptide immobilization on amine functionalized polystyrene 

resins were developed to sequence proteins cleaved at methionine residues [84], lysine 

residues [85], tryptophan residues [86] and the C-terminus [87].  Other solid substrates 

used in solid phase Edman degradation were amine coated controlled pore glass [86] and 

copolymer of dimethylacrylamide which had the ability to expand in aqueous solutions as 

well [88].  

The improvement of instrumentation for Edman degradation has developed from 

the sequenator designs to micro sequencers and gas phase sequencers. The gas phase 

sequencer design has been widely used for the last 30-40 years due to its simplified 

design, ease of operability, sensitivity to about 100 nano-mole peptide concentration and 

less solvent and reagent use [78]. In gas phase Edman sequencers, the spinning cup 

design is replaced with a two piece reaction chamber (that houses glass fibers which 

provides support for immobilization material) and uses volatile solvents. An advantage of 

gas phase sequencers is that the peptides which are embedded in cationic polymer matrix 

like polybrene are exposed to volatile solvents like TFA and trimethylamine. This 

enables retention of the sample in the reaction chambers and allows for high repetitive 

yields and efficiency. The repetitive yields are greater than 96% and have sensitivity in 

the pico-mole range [78]. Later efforts involved the use of PVDF membrane to 

immobilize proteins for sequencing which enabled ease in sample handling [89]. Further 

attempts in miniaturizing and reducing the amounts of peptides used to atto-mole levels 

have led to development of a microfluidic platform coupled to an Accelerated MS for 

Edman degradation [90].  

It is evident from a survey of the literature that the early use of Edman 

degradation was used primarily to sequence a number of proteins and peptides like 

insulin [91], growth factors, albumins and immunoglobulin [82,91,92]. However, with 
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the availability of reference genomic sequences aiding tandem mass spectrometry for 

protein identification, most Edman degradation chemistry is restricted to sequencing 

novel peptides from organisms lacking genomic information such as snake toxins [93], 

plant protease inhibitor [94], bacteriocins [95] and antimicrobial or antifungal peptides 

[95].  

Efforts in detection 

With the continual evolution of detection technology, the detection scheme for 

PTH-amino acid has changed from paper or thin layer chromatography [96], gas 

chromatography [78] to high performance liquid chromatography [97] and mass 

spectrometry [98]. Currently used automated Edman sequencers are in line with HPLC 

systems to sequence peptides. With the advent of commercial HPLC systems, a series of 

alterations of HPLC columns and elution conditions over the 1970-1990s led to the 

improvement of sensitivity and reproducibility in detecting the PTH-amino acid [97,99–

101]. Other efforts in analysis of the N-terminal amino acid involved back conversion of 

PTH-amino acids (under strong acid or alkaline) to their corresponding amino acids 

which could then be identified using the widely available and sensitive amino acid 

analyzers [64,102].  

However, due to improved sensitivity offered by mass spectrometry based 

detection methods, recent efforts were focused on the design and synthesis of kinetically 

similar isothiocyanate forms, such as dimethylaminopropyl isothiocyanate [103], 4-

nitrophenylisothiocyanate,  3-[4′(ethylene-N, N, N-trimethylamino)phenyl]-2-

isothiocyanate [104] etc. Formed PTH-amino acid adducts are easily ionizable and can be 

detected with a sensitivity of femto-moles. An alternative way for using mass 

spectrometry in conjunction with Edman degradation, is by the use of the “ladder 
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sequencing” method. In this method, the mass spectrum of the degraded peptide is 

compared with that of the previous cycle and the difference in the m/z values are used to 

identify the amino acid [98]. This subtractive method of detection has advantages of 

being able to detect modifications, has high throughput and does not require high reaction 

yields [105]. In a fairly recent improvement of a mass spectrometry mode of detection, a 

radiolabeled [13C6]-phenylisothiocyanate was used on a tryptic digest of BSA and the 

measurement of the intensity of the isotope labeled amino acid (PTH-amino acid) in the 

mass spectrum (general technique named as isotope coded affinity tag mass 

spectrometry) was shown to be applicable for absolute quantitative proteomics [106].  

Efforts in development of fluorescent Edman reagents 

Fluorescence is potentially more sensitive than UV absorbance as the detection 

method in HPLC. This has fostered the development of a number of fluorescent Edman 

reagents over the years to enhance the detection of the thiohydantoin amino acids. The 

earliest effort was the high UV absorbing naphthylisothiocyanate  which however did not 

have high coupling yields [107]. In the early years a widely touted fluorescent variant 

was DABITC (4-N,N-dimethylaminoazobenzene 4’-isothiocyanate) that was shown to 

sequence 23 amino acid at a sensitivity of 2-8 picomoles [108]. Although, this 

method highlighted the potential of high sensitivity detection of peptides using a 

fluorescent Edman reagent, the coupling kinetics of the reaction were unfavorable and 

excess PITC was added along with DABITC to drive the reaction to completion. It has 

been noted that the major problem of using alternate Edman reagents involve the use of a 

bulky chromophore that kinetically interferes with the efficiency of coupling and/or 

cleavage reaction due to the combination of steric and electronic effects. It was later 

noted that if the chromophore has an electron withdrawing group, it slows down the 
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cleavage reaction while an electron donating group slows the coupling reaction. It thus 

turned out that phenylisothiocyanate was the ideal choice as an Edman reagent 

[66,109].  Another problem in detecting the fluorescent product is that the reagent and the 

degradation byproducts could also fluoresce and interfere with the chromatographic 

spectra [110]. Over the years a number of other alternative reagents were used such as 

FITC (fluorescein isothiocyanate) [111,112], DBD-NCS (7-[(N,N-

dimethylamino)sulfonyl]-2,1,3-benzoxadiazol-4-yl isothiocyanate) [113], BAMPITC (4-

(N-tert-Butyloxycarbonylaminomethyl)-phenylisothiocyanate) [114],  DNTC (4-N,N-

dimethylamino-1-naphthyl isothiocyanate) [115] and CIPIC (4-(2-cyanoisoindolyl) 

phenylisothiocyanate) [116]. An interesting fluorescent Edman reagent is MTBD-NCS 

(7-methylthio-4-(2,1,3-benzoxadiazolyl) isothiocyanate) which was used in conjunction 

with Boron trifluoride (BF3) that could differentiate D/L configuration of amino acids by 

preventing their racemization [110]. While a number of fluorescent Edman reagents have 

been developed in laboratories and their feasibility in use as an Edman reagent is 

established, the low efficiency of reaction, commercial unavailability and lack of 

widespread optimization may explain the lack of use in routine Edman degradation 

procedures.  

Other chemical degradation methods for peptide sequencing 

A number of other  coupling reagents were developed [66] around the same 

period of time as Edman degradation. None of the other reagents had as much success as 

phenylisothiocyanate pioneered by Edman, although a method using 

thioacetylthioglycolic acid (TATG) as the coupling reagent, seemed to have had 

moderate success [117]. In this method, the cleaved N-terminal amino acid derivative of 
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TATG could be converted to free amino acid under mild conditions and analyzed. This 

method was used to sequence human fibrinogen [118].  

An equivalent C-terminal peptide degradation method has been developed and 

can be used to obtain sequences of blocked N-terminal peptides as well as providing 

confirmation of sequences obtained by Edman degradation. In this method, the peptide is 

first activated by acetic anhydride/acetic acid and coupled with thiocyanates to form 

peptidylthiohydantoins via its carboxylic acid end. The coupling reagent typically used is 

trimethylsilylisothiocyanate [119]. The peptide bond of the C-terminal amino acid is then 

cleaved with a base such as acetohydroxamate or triethylamine to form the C-terminal 

amino acid thiohydantoin and the remaining intact peptide [120]. Unlike Edman 

degradation which requires a step of conversion, C-terminal sequencing yields a 

thiohydantoin amino acid which can be readily identified in HPLC. A number of efforts 

in optimization of the chemistry and automating a solid phase method have consistently 

been improving the yields of the products, but have not been as widely accepted as the 

Edman degradation method. The primary problem is the formation of mixed anhydrides 

resulting in low repetitive yields and the highly selective thiohydantoin formation of only 

hydrophobic amino acids [121].  

 

CHAPTER DESCRIPTION 

This chapter (Chapter 1) has introduced the thesis and the foundational concept 

for fluorosequencing.   

A detailed theoretical study justifying the applicability and scalability of the 

technique in order to analyze real proteome samples is discussed in Chapter 2. In the 

chapter, I describe the utility of the technique under ideal conditions and using Monte-
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Carlo computer simulations account for the possible errors arising in the method and 

discuss their potential impact.  

In chapter 3, I describe the experimental validation of the fluorosequencing 

technique in bulk, using synthetic peptides immobilized on beads (solid support). The 

chapter also describes the choice of ideal fluorophores and their fluorescence 

characteristics when used for this strategy. 

In chapter 4, I provide further experimental proof for the concept and its 

feasibility in single molecule experiments. This chapter describes the instrumentation, the 

surface chemistry used, methods for imaging and quantifying peptides and procedures for 

performing Edman degradation on synthetic peptides at a resolution of a single molecule.  

Finally in chapter 5, I discuss future directions of this work.  

The appendix describes the characterization and functionalization of an 

interesting polymer (Cytop) coated on the glass surface.  
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Chapter 2: Theoretical justification of fluorosequencing 

 

INTRODUCTION 

As has been discussed earlier (see figure 1.1) and in the publication [122]4, the 

strategy of fluorosequencing extends the classic Edman sequencing methodology to 

single-molecule peptide sequencing. By covalently labeling amino acid(s) in peptides 

with spectrally distinguishable fluorophores, billions of distinct peptides could be 

sequenced in parallel by Edman chemistry and thereby catalogue the proteins composing 

the sample and digitally quantifying them by direct counts of the peptides. While it may 

be clear that having a spectrally distinct fluorophore for every amino acid would directly 

translate the fluorosequence to its amino acid sequence, it is not experimentally feasible 

to develop 20 spectrally distinct fluorophores, with each having a high specificity (by 

reactivity) to a single amino acid side chain. The fluorosequencing technique thus 

proposes that a limited set of amino acid specific fluorophores (say 1-4) would provide 

unique positional information of the labeled amino acids in a peptide sequence (such as 

x-K-x-K, where K is the position of the fluorescently labeled lysine residue and x is an 

unknown residue). While this kind of pattern is hypothesized to be sufficient in 

                                                 

4 This chapter is adapted from the publication, where Alexander Boulgakov shared the 

first authorship with me. My role in the publication was in jointly developing the 

originating ideas along with Dr. Edward Marcotte, performing the theoretical simulation 

of fluorosequencing and being a part of writing the manuscript. Alexander Boulgakov 

developed the entire computational framework, helped analyze the data and was part of 

writing the thesis.  
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identifying a large number of proteins when mapped to a reference database, it is not 

evident what the extent of proteome identification would be.  

Simulating the fluorosequencing technique computationally determines the extent 

of proteome identification under the use of different combinations of fluorophores and 

endopeptidases. With the proposed fluorosequencing method requiring a number of 

physico-chemical processes such as Edman chemistry, fluorophore labeling etc., different 

types of errors can be generated and reflected in the observed fluorosequence. 

Mathematically modeling these errors and providing a computational framework for 

identifying proteins under different error regimes would provide results on the extent of 

proteome coverage under these non-ideal conditions. Thus the results from computational 

simulations would provide the needed theoretical justification for single molecule peptide 

sequencing in order to multiplex protein identification in proteome samples.  

In this chapter, we use the human proteome as an example, to discuss the 

theoretical considerations for fluorosequencing technique and, by using Monte Carlo 

computer simulations, explore its feasibility, anticipate the most likely experimental 

errors and quantify their potential impact on the proteome coverages.  

 

RESULTS AND DISCUSSIONS 

Under ideal conditions, even partial amino acid sequences are informative 

Computer simulations of variations of this scheme confirm that fluorosequences 

can be quite information-rich; even relatively simple labeling schemes, employing only 1 

to 4 amino acid-specific fluorescent labels, can yield patterns capable of uniquely 

identifying at least one peptide from most of the known human proteins (figure 2.1). For 

these simulations, we only considered labeling schemes based on known differences in 
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side-chain reactivity and available amino acid-specific targeting chemistry [123], such as 

the reactivity of diazonium groups for tyrosine residues [124]. 

 

 

Figure 2.1: Simulations of ideal experimental conditions suggest relatively simple 

labeling schemes are sufficient to identify most proteins in the human 

proteome.  

Each curve summarizes the fraction of human proteins uniquely identified by at least one 

peptide as a function of the number of sequential experimental cycles (a paired Edman 

degradation reaction and TIRF observation). Here, we consider peptides generated by 

different proteases (e.g. Glu represents cleavage C-terminal to glutamic acid residues by 

GluC, Met represents cleavage after methionine residues by cyanogen bromide) and 

under different labeling schemes (e.g. Lys + Tyr indicates Lys and Tyr selectively labeled 

with two distinguishable fluorophores. Asp/Glu indicates both residues are labeled with 

identical fluorophores). Peptides are immobilized as indicated, with Cys representing 

anchoring by cysteines (thus, only cysteine-containing peptides are sequenced) and C-

term representing anchoring by C-terminal amino acids. Increasing the number of distinct 

label types improves identification up to 80% within only 20 experimental cycles even 

when only Cys-containing peptides are sequenced; near total proteome coverage is 

theoretically achievable when cyanogen bromide generated peptides are anchored by 

their C-termini and labeled by a combination of four different fluorophores. Cycle 

numbers denote upper bounds, since each fluorosequence is not allowed to proceed past 

the anchoring residue (cysteine or C-terminus).  
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Under ideal conditions, many of the labeling schemes (cases where peptides are 

anchored via internal cysteine residues) fail to achieve 100% coverage of the template 

proteome even after many experimental cycles. The reason is two-fold: (a) Edman 

reactions does not continue past the cysteine anchor or (b) the proteome contains paralogs 

and protein families differing at unlabeled amino acids that are hence indistinguishable. 

When simulations were repeated for the case of anchoring all cyanogen bromide cleaved 

peptides, not just cysteine-containing ones, by their C-termini, the coverage of the four-

label scheme rose from 80% to 98% of the proteome (figure 2.1, top curve). Moreover, 

when simulations were performed for the case of no proteolysis and anchoring each full 

length protein at its C-terminus, four of the tested multiple-label schemes (including 

schemes with only 2 label types) achieved over 96% coverage of the proteome within 200 

experimental cycles. The remaining proteins were unidentified due to the protein families 

being indistinguishable using the labeling schemes employed. These simulations thus 

confirm that single molecule fluorosequencing is intrinsically capable of identifying a 

majority of proteins in a proteome even when the number of label types is small.  

It is also worth considering whether the linear scaling and dynamic range of 

photon detection by existing cameras might place a limit on the ability to discriminate 

luminosity drops in fluorescent intensity per peptide. For example, while it might be easy 

to discriminate a reduction from 5 to 4 fluorophores on a peptide, discriminating a 

reduction from 25 to 24 fluorophores could be difficult. However, the median count of 

labelable amino acids per peptide is often small. For example, when considering peptides 

generated by the protease GluC, this count ranges from approximately 2 (for lysine 

residues) to 7 (for glutamic acid/aspartic acid residues, which we assume are 

indistinguishable by reactivity for labeling purposes) (figure 2.2). This range is well 

within the capacity of most modern cameras, since, in practice, TIRF microscopes 
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equipped with CCD camera variants can count up to at least 13 fluorophores; that is, up 

to at least 13 copies of a given fluorophore per single molecule can be quantitatively 

distinguished [125]. Thus, peptides from typical proteomes should not be problematic in 

this regard.  

 

 

Figure 2.2: Typical proteolytic peptides have counts of labelable amino acids 

sufficiently low to sequence.  

Frequency histograms of amino acids in in-silico proteolytic peptides for lysine (A), 

tyrosine (B), tryptophan (C), and glutamic acid/ aspartic acid (D) indicate low median 

values. Peptide sequences in A-C were generated in silico from the human proteome 

by GluC digestion, and those in D by cyanogen bromide digestion. Low counts of 

labelable amino acids per peptide are expected to increase the ability to discriminate 

removal of one fluorophore amongst many on a peptide.  
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Anticipating the inevitable failures of dyes and Edman chemistry 

Being a physico-chemical process, we can forsee some of the most likely 

potential sources of error for an experimental implementation of the scheme. With errors, 

an observed fluorosequence would not reflect the true sequence of fluorescently labeled 

amino acids. Three of the most probable error sources are as follows:  

(a) Failure of fluorophore attachment or emission causing apparent 

substitutions: Steric constraints of peptides or reaction kinetics of fluorophore labeling 

chemistry might result in specific amino acid(s) not being covalently labeled. This 

scenario is equivalent to correctly coupled but non-emitting fluorophores, such as those 

observed in defective fluorophores [126]. In both circumstances, the position of a 

labelable amino acid would be misinterpreted as containing a non-labelable amino acid, 

e.g. the peptide “GK*EGK*” (where K* represents a labeled lysine) would mistakenly 

yield a fluorosequence “xxxxK” instead of “xKxxK”, for a dye failure at second position 

at lysine.  

(b) Photobleaching of labeled fluorophores causing apparent coupled double 

substitutions (“residue swaps”): Another complication in the analysis could arise from 

the permanent photochemical destruction of dyes. In this scenario, a labeled residue at 

one position is misinterpreted as an unlabeled residue because the label is lost by 

photobleaching, while another residue upstream in the peptide (typically unlabeled) is 

misinterpreted as being labeled because the photobleaching fluorophore loss coincides 

with that particular experimental cycle. This would shift the apparent position of the label 

upstream in the fluorosequence. For example, peptide GK*EGK* might be observed as 

xKKxx when the dye on the lysine at the fifth position photobleaches during the third 

imaging cycle. This situation reduces the ability to (i) reliably count the number of 

fluorophores lost during an experimental cycle, (ii) distinguish whether a change in 
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luminosity results from fluorophore loss due to a genuine Edman degradation step or 

photobleaching, and (iii) identify which downstream fluorophore was extinguished if the 

loss is indeed due to photobleaching. Although fluorophore half-lives can be extended by 

use of oxygen scavenging systems [53], synthesis of stable dyes [54,59,60] or even 

surface modification [62,63], photobleaching is still a stochastic process and accounting 

for loss of fluorophores erroneously coincident with upstream Edman degradations would 

be critical to identification. Currently, there are many photo-stable dyes on the market. A 

recent study on the effects on dyes by oxygen radicals found that the half-life of Atto647 

was roughly 3 minutes (corresponding to 180 experimental cycles at 1 second/cycle 

exposure) [49], while Atto655 showed a mean photobleaching lifetime of 8-20 minutes 

[127], corresponding to many hundreds of experimental cycles. 

(c) Inefficiency of Edman degradation chemistry causing apparent insertions: 

Optimization efforts of Edman degradation reactions over the past sixty years have 

resulted in efficiencies of >95% [128]. Nonetheless, failed cycles are expected at some 

non-zero rate and would yield an observation corresponding to no fluorescence change, 

even if there was a labeled amino acid in position to be removed. This corresponds to an 

apparent insertion of a non-labeled amino acid into the fluorosequence. The use of a 

fluorescing Edman reagent (e.g., DABITC or FITC [129]) would enable direct 

monitoring of every coupling and decoupling step of the chemistry, providing an internal 

error check for successful completion of the Edman cycle as in figure 1.1. Non-

fluorescent Edman reagents such as phenylisothiocyanate are much more commonly 

used, and we therefore investigated the effect of this parameter.  
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A framework for modeling single-molecule sequencing under non-ideal conditions 

To analyze how the peptide sequencing efficiency is affected by the above three 

types of errors and to map fluorosequences to source proteins, we developed a modeling 

framework to simulate the process. Unlike the ideal case where fluorosequences are 

faithful to their source peptides, and hence mapping to the reference proteome is trivial, 

accounting for errors such as the three previously highlighted complicates mapping. For 

example, the fluorosequence “xKxxK” cannot be uniquely attributed to the “GK*EGK*” 

peptide, since Edman failure at the first position of peptide “K*EGK*” or a fluorophore 

failure on the first lysine of “K*K*EGK*” could also yield the same pattern. While errors 

arising from the inefficiency of Edman chemistry and fluorophore failure are tractable by 

analytical solutions, the non-Markovian nature of photobleaching events forces us to 

employ a Monte Carlo approach.  

We therefore developed a Monte Carlo procedure to simulate thousands of copies 

of each of the 20,252 proteins in the human proteome being subjected in silico to 

fluorosequencing in order to obtain a random sample of the fluorosequences produced for 

a specified set of error rates. Figure 2.3 details the simulation steps; the Methods provide 

more complete descriptions of the error models and pseudo-code for the overall 

procedure.  

Each sample observation generated by the Monte Carlo simulation is a sequence 

of luminosity drops yielded by one individual peptide subjected to in silico Edman 

cycles. We conservatively assume that we cannot observe or infer the absolute number of 

fluorophores labeling a peptide, but that we can monitor and statistically discriminate 

whether, after each attempted Edman cycle, there has been a decrease in luminosity in 

each fluorescent channel, consistent with signals previously shown to be discernible for 

single molecules [125].  
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Figure 2.3: Overview of a Monte Carlo simulation of fluorosequencing with errors.  

In detail, (A) protein sequences are read as amino-acid character strings from the UniProt 

database. For each protein sequence, the subsequent steps are repeated: (B) proteolysis 

was simulated and (C) peptides lacking the residue for surface attachment (e.g. cysteine) 

were discarded. (D) All remaining peptides were encoded as fluorosequences and 

subsequent steps were repeated in accordance to the desired sampling depth: (E) The 

fluorosequences were altered via random functions modeling experimental errors - (1) 

labels were removed modeling failed fluorophores or failed fluorophore attachment, (2) 

positions of the remaining labels were randomly dilated modeling Edman reaction 

failures, and (3) fluorophores were shifted upstream from their positions, modeling 

photobleaching. (F) Each resulting fluorosequence was sorted based on its position and 

label type and merged into a prefix trie to tally the frequencies of observing each 

fluorosequence from a given source protein. 
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For the purpose of simulation, we make the simplifying assumptions that different 

fluorophores have fully distinguishable signals, do not exhibit dye-dye interactions or 

Förster resonance energy transfer, nor exhibit channel bleed-over. 

The fluorosequences (observed reads) from the simulations are next collated into 

a prefix trie [130], as illustrated for a simple toy example (figure 2.4). Each 

fluorosequence is linked in the trie to its source protein(s) and associated count(s) of 

observations over the course of the simulation, thereby empirically estimating the 

fluorosequence’s source protein probability distribution.  

 

 

Figure 2.4: A simple example of the trie structure for storing and attributing 

fluorosequences to peptides or proteins.  

Consider a toy peptide mixture with peptide X (sequence GK*EGC, where K* represents 

fluorescently-labeled lysine; the sequence can be simplified to (K,2)) and peptide Y 

(GK*GK*EC; represented as (K,2),(K,4)). Panels (A) and (B) summarize populating the 

trie with fluorosequences from 500 copies each of Peptide X and Y, respectively. For 

example, peptide X might generate fluorosequence xK*, incorporated into the trie as a 

new node (K,2). (B) Simulations on Peptide Y add additional nodes to the trie like 

(K,2),(K,4) after traversing node (K,2). Additional fluorosequences similarly generated 

are incorporated into the trie along with a tally of the number of observations of each 

fluorosequence. Following the Monte Carlo simulation, the frequency of each source 

protein can be calculated for each trie node and thresholds applied to identify and count 

those source proteins most confidently identified. Here, fluorosequences ((K,2),(K,5)) 

and ((K,2),(K,4)) confidently identify peptide Y, while Peptide X is not attributed. 
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Figure 2.5 illustrates two extreme cases of protein probability distributions for a 

given fluorosequence. Importantly, modeling the frequency of source proteins for 

fluorosequences is equivalent to obtaining (within sample error) the posterior probability 

mass functions – i.e. the set of probabilities 𝑃[𝑝𝑗|𝑓𝑖] such that given an observed 

fluorosequence 𝑓𝑖, the probability that protein 𝑝𝑗 is its source (henceforth called the 

attribution probability mass function (p.m.f.)). Notably, by sidestepping problems 

associated with developing algorithms for inverting fluorosequences to their source 

peptides, and the peptides’ own derivation from source proteins, we make the strategy 

amenable for incorporating additional experimental parameters, including fluorophore 

spectral channel bleed-over or protease inefficiencies. Thus, the attribution p.m.f.’s 

provide a natural framework both for modeling errors and for directly mapping actual 

experimentally observed fluorosequences to proteins in the proteome. Based on the 

properties of this distribution, a fluorosequence can be associated with the protein most 

likely to yield it, for example applying a confidence threshold (see Methods). 

In future applications using attribution p.m.f.’s to interpret fluorosequencing data 

from real samples, one might also wish to model realistic numbers of copies per protein 

processed through the simulation pipeline, since the Monte-Carlo based deconvolution of 

fluorosequences to source proteins will be affected by protein abundance dynamic range 

as well as simulation depth. For example, high simulation depth would not only reduce 

the sampling errors, but also accurately attribute low abundance proteins from 

confounding high abundance proteins that generate the same fluorosequence by a low 

probability event. Although we did not explore this aspect, simulating protein copies 

based on their prior known abundances [27] might significantly reduce Monte-Carlo 

simulation computational resources. The version of the simulation we performed here 

makes no such assumptions about protein abundance, and thus corresponds to a Bayesian 
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flat prior expectation on protein abundance, applicable to any sample. Under real 

experimental conditions, we may want to at least simulate an order of magnitude of the 

abundance for each protein in the proteome to reduce the inaccuracy in identification and 

quantitation.  

 

 

Figure 2.5: Monte Carlo sampling reveals the confidence with which fluorosequences can 

be attributed to specific source proteins.  

(A) and (B) represent two example fluorosequences, illustrating opposite extremes in 

terms of the number of proteins capable of yielding each sequence. In (A), the 

frequencies with which rival source proteins yield fluorosequence “xxxxExxKxK” in the 

Monte Carlo simulations indicates low confidence in attributing that fluorosequence to 

any one protein. In (B), a single protein is by far the most likely source of fluorosequence 

“EEEEExxKxK”. (X-axes represent incomplete lists of proteins, ranked ordered by the 

frequency they are observed to generate the given fluorosequence in the simulations.) 

More amino acid colors compensate for photobleaching and poor Edman efficiency 

Using the Monte Carlo scheme, we simulated sequencing the human proteome to 

a simulation depth of 10,000 copies per protein, performing a parametric sweep of 216 

experimental parameter combinations (corresponding to six values for each of the three 

error parameters). Figure 2.6 illustrates the effects for three alternate labeling schemes of 

varying Edman efficiency and fluorophore half-life on the percentage of proteins 
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identified after 30 Edman cycles, given fluorophore failure rates ranging between 0 and 

25%. As in figure 2.1, diversifying the labels offers the greatest improvement in 

proteome coverage, even with relatively poor process efficiencies.  

 

 

Figure 2.6: Surface plots illustrate the consequences of differing rates of Edman 

efficiency, photobleaching, and fluorophore failure rates.  

Each panel summarizes the consequences of varying rates of photobleaching and Edman 

failures for a different fixed fluorophore failure rate, ranging from 0% to 25%, as 

calculated after simulating 30 experimental cycles on the complete human proteome at a 

simulation depth of 10,000 copies per protein. Photobleaching shows the strongest 

negative impact on proteome coverage when compared to other errors; increasing the 

number of distinguishable labels strongly increases proteome coverage. Labeling and 

immobilization schemes are denoted as in Figure 1.1.  
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The number of proteins identified is reasonably robust to changes in fluorophore 

failure rates. For example, a 25% increase in failure rate causes only a 0.8%-6.4% 

reduction (range includes all parameter combinations) in proteome coverage for schemes 

B and C (see figure 2.6 for scheme descriptions). However for scheme A, a 25% increase 

in fluorophore failure rate causes a 19% reduction in proteome coverage under moderate 

estimates of photobleaching and Edman efficiency. Scheme A is less robust vis-à-vis all 

simulated errors because the boost in the positional information stemming from abundant 

aspartates and glutamates is rapidly undermined by experimental errors, as there are 

higher chances for fluorescently indistinguishable peptides to confound the 

fluorosequence.  

Notably, the photobleaching half-life has the greatest effect of any of the tested 

parameters on protein identification, causing up to 50% loss in proteome coverage (under 

scheme A). The steepest decrease in the number of proteins identified occurs when 

photobleaching is considered (comparing half-lives of infinity to 210 cycles) and tapers 

with lower half-life. Although photobleaching shows the strongest impact of any of the 

errors considered, it is worth noting that the half-lives of commercially-available 

fluorophores are sufficiently longer than those simulated. Hence, we anticipate that this 

error source will not prevent a real implementation of fluorosequencing. For comparison, 

literature evidence suggests that common failure rates of fluorophores may be about 15-

20% [126,131], Edman degradation proceeds with about 94% efficiency [128], and the 

mean photobleaching lifetime of a typical Atto680 dye is about 30 minutes [127], 

corresponding to 1800 Edman cycles, assuming 1 sec exposure per Edman cycle. Thus, 

we expect error rates to be sufficiently low for effective fluorosequencing. 
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Determining the positional information of amino acids as a general principle for 

next-generation protein sequencing 

Fluorosequencing relies on the positional information of specific subsets of amino 

acids within peptide sequences. The scheme can be generalized as a framework fulfilling 

two conditions – (a) an observable event ‘e’, which occurs by detection of a known single 

amino acid or a class of amino acids, and (b) a sequential analytical process, which 

increments or decrements the sequence in a known direction and by constrained number 

of amino acids. While we have suggested using detection of fluorescently labeled amino 

acids as the event, other modalities might be considered, such as detecting voltage 

changes or reactivity of monitored amino acids. Besides Edman degradation, other valid 

sequential processes could include sequential treatment with known sequence specific 

peptidases or directional protein translocation through a nanopore channel [29] at a 

defined translocation rate. The monitoring of sequenced detection events gives 

information-rich patterns (such as “x-e-e-x…” where ‘x’ is one or more non-identifiable 

amino acids) capable of being mapped back to a reference proteome. The nature of this 

information lies between the extremes of information content, wherein either every amino 

acid corresponds to a distinct event or there is no observable event associated with the 

process (as, for example, a peptide translocating through a channel but not generating a 

detectable signal). In principle, many event-process strategies might be suitable for 

peptide sequencing and interpretation using a scheme similar to the one we present.  

 

CONCLUSIONS 

We propose a strategy for the parallel identification of proteins in a complex 

mixture based on the positional information of amino acids in peptides. The integration of 

a 60-year-old, highly optimized Edman chemistry [64] with recent advances in single-
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molecule microscopy [37] and stable synthetic fluorophore chemistry [60] makes this 

strategy particularly amenable for experimental execution in the near future. Modeling of 

experimental errors suggests this strategy can be reasonably expected to identify a high 

percentage of the proteome, comparable to mass spectrometry, and potentially brings the 

advantages of single molecule sensitivity and—if next-generation single molecule 

sequencing is a reasonable proxy—throughputs of hundreds of millions or billions of 

molecules sequenced per run. Monte-Carlo simulations provide a framework to 

accommodate the inevitable experimental errors and probabilistically identify proteins 

from the observed fluorescent patterns. Successful experimental execution of the 

proposed strategy will not only lead to progress in proteomics, but enable progress in 

engineering and chemistry to enable the technology. 

 

MATERIALS AND METHODS 

Datasets 

The UniProtKB/Swiss-Prot complete H. sapiens proteome (manually reviewed) 

was downloaded on 29th May 2013 and used for all simulations, comprising 20,252 

protein sequences and ignoring alternatively spliced isoforms. 

Monte Carlo simulations  

Simulations were programmed in Python using Merseinne Twister as the source 

of randomness, and implemented in parallel using the Texas Advanced Computing 

Center. For the purposes of simulation, the proteome can be considered dictionary pairs 

of protein identifiers and amino acid sequences. We began the simulations with 10,000 

copies of each protein sequence. The first two steps in the simulation split each amino 

acid sequence string at residue(s) corresponding to the protease specificity (e.g. E for the 
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GluC protease) and then discard substrings that lack the anchor residue (e.g. substrings 

not containing C). Alternating Edman degradation steps and TIRF observations on the 

resulting peptides provide temporal ordering for luminosity drops, resulting in an 

observed fluorosequence for each peptide. In the simulation, fluorosequences were 

initialized from amino acid substrings’ correct fluorophore positions, and experimental 

errors were then introduced sequentially, modifying the fluorosequences in accordance 

with each type of error’s appropriate probability distribution. 

The three experimental sources of error sources were modeled in the Monte Carlo 

simulation as follows:  

(a) Inefficient dye labeling - The probability of an amino acid not being labeled 

with its intended label or being labeled with a nonfunctional dye (i.e. a dye 

that attaches but is incapable of fluorescence) is modeled as a Bernoulli 

variable. For each label prepared for the experimental procedure, there is a 

probability 𝑢 that the fluor will never be observed.  

(b) Edman degradation is represented as an attempt to remove one amino acid 

residue per cycle. These attempts are modeled as a Bernoulli process, since 

every experimental cycle is independent of the preceding cycle. The 

probability of the N-terminus amino acid being successfully cleaved off is 

assigned a parameter 𝑝 and the corresponding failure follows as 𝑞 = 1 − 𝑝. 

Failure of Edman chemistry delays the removal of a downstream labeled 

amino acid by one experimental cycle, and thus dilates the inter-label intervals 

in the fluorosequence. Using this model, the probability that an inter-label 

interval 𝑑 requires 𝑑 + 𝑒 experimental cycles before the subsequent label is 

removed is (𝑑−1+𝑒
𝑑−1

)𝑝𝑑𝑞𝑒. A random number is drawn from this distribution to 
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indicate the dilation for each interval. We assume that Edman chemistry stops 

at the first cysteine from the N-terminus.  

(c) Photobleaching is the irreversible photo-induced destruction of a fluorophore. 

The photobleaching process can be best described as a stochastic phenomenon 

and modeled by an exponential decay function [48]. Every fluorophore has a 

defined half-life based on solvent conditions and laser operating conditions 

[51]. The periodic laser excitation has an additive effect on the fluorophore’s 

half-life: exciting a fluorophore once for thirty seconds and, after an arbitrary 

delay, again for a further thirty seconds will photobleach the fluorophore with 

the same probability as a continuous excitation for one minute. We assume a 

constant period of laser exposure per experimental cycle. To model whether 

labeled amino acids have been cleaved, the probability of a fluorophore still 

on the peptide surviving 𝑘 experimental cycles can be modeled as an 

exponential decay 𝑒−𝑏𝑘, where 𝑏 is an experimentally-determined 

characteristic constant of the fluor being used, 𝑘 is the number of 

experimental cycles performed, and 𝑒 is Euler's constant. We shift labels to 

earlier experimental cycles based on random numbers drawn from this 

exponential decay. 

For a given simulation, all simulated fluorosequences were collated into a prefix 

trie whose keys were the sequences of luminosity drops and associated values represented 

the counts of source proteins yielding those fluorosequences. One trie was generated for 

each given choice of error rates, protease and labels, based upon simulating 30 Edman 

cycles of fluorosequencing 10,000 copies of each protein in the human proteome. For 

each fluorosequence in the resulting trie, its source proteins were counted, allowing 

proteome coverage to be calculated.  
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The simulation can be summarized as a pseudo-code: 

 

INITIALIZE result trie as an empty prefix trie. 
 
FOR protein IN proteome: 

peptides ← Proteolyze protein at the carboxyl side of a given amino acid 
corresponding to the protease used. 

FOR peptide IN peptides: 
Discard peptide if it does not contain at least one occurrence of the 

amino acid for anchoring to the surface. 
FOR peptide IN peptides REPEAT 10000 TIMES: 

Attach labels to amino acids with a given probability. Labeling probability 
is uniform and mutually independent for all amino acids. 

Adjust positions of labeled amino acids to reflect possible Edman failures. 
All Edman reactions for each individual peptide have a uniform 
probability of success specified by a given parameter, and are 
mutually independent. We assume the Edman reaction cannot 
proceed past the first amino acid anchored to the surface. 

Adjust positions of labeled amino acids to reflect potential 
photobleaching. All fluors’ survival functions are mutually 
independent exponential decays characterized by a given 
photobleaching constant. 

Collate final sequence of tuples (fluorosequence) for this peptide into 
the result trie. 

 
TRAVERSE THE TRIE. For each node, find the most frequent source protein 
yielding that fluorosequence. For the purposes of data visualization, if the most 
frequent protein yielded the fluorosequence at least ten times, and all other 
source proteins for that fluorosequence combined are responsible for less than 
10% of all observations, then that fluorosequence is considered to be uniquely 
attributed to the protein. 
 
RETURN the set of proteins that have at least one uniquely attributed 
fluorosequence. 

 

A parameter sweep was performed for the three labeling schemes as in Figure 2.6 

at a simulation depth of 104 copies per protein, sweeping 216 experimental parameter 
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combinations (testing six values for each of the three error parameters described) 

spanning fluorophore failure rates of 0%, to 25%, photobleaching half-lives from 90 

minutes to infinity (i.e., no photobleaching), and Edman degradation efficiencies from 

90% to 100%. 

Attributing fluorosequences to peptides and proteins 

For more efficient use of computer memory, trie structures were calculated 

separately for multiple subsets of the proteome and the resulting tries merged before 

analysis by traversing all fluorosequences in each trie and adding each fluorosequence 

along with its protein counts into a master trie for that simulation. Then, the counts of 

each fluorosequence and affiliated peptides were analyzed to calculate a frequency 

distribution of the number of times peptides from a given source protein generated a 

given fluorosequence. For the purposes of summarizing the data, two criteria were 

applied to this distribution to attribute a fluorosequence uniquely to the protein: (a) its 

primary source protein yielded the fluorosequence at least 10 times out of a 104 

simulation depth, and (b) the summation of frequency from all other source proteins were 

responsible for less than 10% of that fluorosequence’s occurrences. While the former 

criterion addresses sample error, the latter addresses confounding from other proteins.  
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Chapter 3: Fluorosequencing of peptides on beads 

 

INTRODUCTION 

The fluorosequencing strategy for single molecule peptide sequencing (described 

in chapter 2) proposes the method of identifying peptides based on the position of its 

fluorescently labeled amino acid. This can be achieved by detecting the decrease in the 

peptide’s fluorescence intensity (coinciding with the position of labeled amino acid) 

through the amino acid cleavage steps of Edman degradation chemistry. In this chapter, 

which contains experimental designs from collaborative efforts5, enablement of this 

technique is described. This technique requires the establishment and optimization of 

important underlying chemistry procedures. Two of these procedures include (a) 

immobilization of fluorescent peptides on solid supports and (b) performing Edman 

chemistry to cleave one amino acid at a time from its N-terminus. While Edman 

degradation on immobilized peptides has been developed extensively on solid support 

[75,87,117], the requirement of using fluorescently labeled peptides and detecting their 

fluorescence changes provide a unique set of challenges.  

Despite the long history of the studies on synthesis of fluorophores, it is not 

evident whether subjecting the fluorophores (especially some of the commercially 

available fluorophores such as Atto647N, Alexa680 etc. with their superior quantum 

yields and publically unavailable structures) to Edman conditions will alter their inherent 

photo-physical properties. Although there is precedence for the use of some fluorophores 

such as fluorescein isothiocyanate (FITC), 4-N,N-dimethylaminoazobenzene 4'-

                                                 
5 Erik Hernandez (from Dr. Eric Anslyn’s lab) synthesized all the fluorescently labeled peptides used in 

this study. Erik Hernandez and Dr. Jeff Pruet helped in providing solution for an important problem in the 

chemistry.  
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isothiocyanate (DABITC) etc. [129] as Edman reagents, there is no generalizable 

structural patterns that can be applied to shortlist fluorophores which could then be used 

experimentally.  Empirically testing the fluorophores for their stability is an 

experimentally feasible route to narrow down the list of ideal fluorophores for the 

fluorosequencing technique. While Edman degradation has been optimized to work with 

all the different amino acid side chains and even glycosylated side chains [132] with 

relatively high efficiency of >90% [128], it remains to be tested if the presence of bulky 

and charged fluorophore on the amino acid side chains hinder the reaction. Performing 

Edman degradation on synthetic peptides with known position of the fluorophores can be 

used to determine the efficiency of cleavage of the fluorescently labeled amino acid. 

We reasoned that testing the Edman degradation process on the bulk fluorescently 

labeled peptide would indicate the feasibility of the chemistry steps of fluorosequencing. 

Given the diversity of functional groups on commercially available beads, we decided to 

use Tentagel beads as the platform for immobilizing fluorophores or peptides, optimizing 

the chemistry and by image acquisition and processing, quantitate the fluorescent peptide 

density (see figure 3.1). Among the number of other commercially available beads such 

as controlled pore glass, magnetic beads, polystyrene beads etc., Tentagel beads have a 

set of advantages for this study due to their compressibility (suitable for imaging by 

sandwiching them between glass slides), high peripheral density of functional groups 

(enables quantitation of bound peptides and discriminating the non-specifically attached 

peptides) [133] and availability as micron sized beads (facilitating imaging and ability to 

be retained in many fritted syringes).  

In this report, we primarily use amine functionalized Tentagel beads to shortlist 

the fluorophore choices that are ideal for performing fluorosequencing, establish the 

scheme for immobilizing peptides to the bead via their carboxyl termini and by 
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optimizing the Edman degradation procedure, provide evidence for discriminating 

multiple peptides based on the position of their fluorescently labeled lysine residues.  

 

 

Figure 3.1: Specific binding of fluorophores to functionalized Tentagel beads occurs at 

the periphery and density can be measured by image processing.  

The 100 µm amine functionalized Tentagel beads is incubated with the succinidimyl ester 

form of dye or peptide to form the stable amide bond. Repeated solvent washes remove 

the majority of non-specifically bound dyes or peptides resulting in abundant fluorescent 

signal at the bead periphery. A mask of every bead is generated and a radial intensity 

sweep for the fluorescent channel across each bead is performed. The radial intensity 

profile for a bead is normalized and shape corrected using a non-specifically bound dye 

on bead as a control. The area under the normalized radial intensity across all beads for 

an experiment is the density of the truly bound fluorophore or fluorescently labeled 

peptide on the bead. The scale bar shown in the fluorescent image is 200 µm.  
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RESULTS AND DISCUSSIONS 

A small set of fluorophores are suitable for use with Edman solvents 

Since the principle of fluorosequencing involves measuring the decrease in 

fluorescent intensity due only to Edman degradation experiment, it is critical that the 

fluorescence property of the fluorophores are not affected by incubation with solvents 

used in the chemistry (namely Trifluoroacetic acid (TFA) and pyridine).  

The fluorophores, immobilized on Tentagel beads, were tested for changes in 

their fluorescence properties under prolonged 24 hour incubation at 40 °C with 9:1 v/v 

pyridine/PITC (reagent used for coupling reaction) and neat trifluoroacetic acid (reagent 

used for cleavage reaction) separately. Stability under these extreme conditions ascertains 

usefulness in shorter experimental cycles. The test on a palette of different classes of 

commercially available dyes spanning  four excitation and emission filter spectra 

indicated that only a small number of fluorophores were suitable for the study. The 

fluorescence stability of the dyes after 24h TFA and PITC/pyridine incubation shortlisted 

six fluorophores that showed <40% change in fluorescence (see figure 3.2a).  

Among the narrowed set of fluorophores in the red and far red fluorescence 

channels  which showed a stable fluorescence, the dyes with rigid core structures such as 

rhodamine dyes (tetramethyl rhodamine, Alexa Fluor 555) and atto dyes (Atto647N) 

(shown in figure 3.2b) were used for further studies. Since the fluorescence imaging was 

performed at neutral pH, it is likely that the fluorescence properties of some of the 

chemically unstable fluorophores can be modified if the right protonation state is 

induced. Some dyes like Hilyte-488 and BODIPY-FL showed shifts in their fluorescence 

spectra after their incubation under acidic conditions and were incapable of reverting 

back to its original fluorescence profile after solvent washes and incubation with pH 7 

buffer (see figure 3.2 for BODIPY-FL example).   
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Figure 3.2: A select number of fluorophores exhibit fluorescence stability towards Edman 

solvents.  

(a) The panel of fluorophores scanning across four fluorescent channels were tested for 

their percentage change in fluorescence intensity after a 24 hour incubation with 

trifluoroacetic acid (TFA) or pyridine/PITC in 9:1 (shown as pyridine) at 40 °C. The 

fluorophores demarcated in boxes had a relatively small change (<40%) in fluorescence 

with the prolonged incubation in the Edman solvents. (b) The panel of bead images are 

two examples of the fluorescence changes in dyes on the Tentagel beads with 24 hour 

TFA and pyridine incubation. The BODIPY-FL and Atto647N dye shows dramatic 

differences in dye behavior with the Edman solvent incubation. In the case of BODIPY-

FL, the fluorescence intensity decreases with TFA incubation while there is a spectral 

shift with pyridine incubations. The fluorescence intensity is unchanged for the case of 

Atto647N dye. The terminologies used for the four fluorescence channels are 

combinations of filter sets described in methods section. The scale bar is 200µm. 
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While most of the dyes exhibited binding at the periphery, some fluorophores 

seemed to have high internal binding. Given the highly branched nature of the 

polystyrene bead matrix and the grafted polyethylene glycol layer, it is possible that the 

internal fluorescence represents non-specific binding of the dyes to hydrophobic pockets. 

Many fluorophores, which were added in large excess, could possess different extents of 

non-specific binding despite the repeated washes with solvents. 

The reasons for the chemical instability of certain fluorophores are unclear and 

broad generalizations cannot be made based on core structure alone. Many commercially 

available fluorophores such as Hilyte647 (Anaspec, CA, USA) are packaged and sold 

with TFA salts and yet were not found to be acid stable under prolonged incubation. 

However, some empirical reasoning can explain the lack of stability of some 

fluorophores containing linear unsaturated bonds (polyenes), such as those found in 

cyanine or some BODIPY and Alexa Fluor dyes under prolonged TFA incubation. It is 

hypothesized that the protonation of unsaturated bonds under acidic conditions, induces a 

cis-trans isomerization reaction, thereby changing the underlying electronics of the 

fluorescence structure of the dyes [134]. Due to the commercial availability of cheap dyes 

and a long history on the study of rhodamine dyes and their functionalization, further 

studies involved rhodamine dyes, especially tetramethylrhodamine.  

The amide bond formed between succinate ester and amine coated beads is specific 

and occurs at the bead periphery 

The set of fluorophores stable to the Edman solvents also highlights the fact that 

the amide bond formed between the succinimidyl (succinate) ester of the fluorophores 

and the free amines on the Tentagel bead is chemically inert to the harsh Edman 

conditions used in the experiment. We tested the specificity of this amide bond formation 

by comparing it with control experiments involving a carboxyl or a hydrazide functional 
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group on Alexa Fluor 555 dye with the amine coated Tentagel beads (see figure 3.3). 

Internal binding of the dye was observed in these control experiments, while a clear 

peripheral binding was observed with the succinimidyl ester variant of the Alexa Fluor 

555. We could not make any clear interpretation of the nature of binding between a 

maleimide variant of Alexa Fluor 555 with the thiol Tentagel beads and the 

isothiocyanate derivative of the tetramethylrhodamine dye due to its dispersed 

localization. This could also have been due to the poor loading of the fluorophore.  The 

radial profile (shown in the image inset) elucidates the image processing methodology 

where covalently bound fluorophores are clustered in the periphery of the beads while 

non-specifically adsorbed fluorophores are trapped within the beads. 

 

 

Figure 3.3: The amide bond between the dye succinimidyl ester group and the amine 

surface on Tentagel beads results in highly specific peripheral binding. 

The panel of images shows the differences in binding profile (inset or radial distribution 

of fluorescence intensity in images) of the Alexa Fluor 555 with its different functional 

handles and tetramethylrhodamine isothiocyanate dye on amine or thiol grafted Tentagel 

beads. The negative control where the carboxylate and hydrazide derivatives of the Alexa 

Fluor 555 did not bind to the bead periphery but bound non-specifically in its interior. 

The binding nature of maleimide and isothiocyanate variants is unclear. Images are not 

contrast stretched and the scale bar is 200 µm.  
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Peptides can be covalently immobilized by their carboxyl functional group 

Among the different immobilization schemes investigated, the knowledge of the 

stability of the amide bond between the succinate ester and amine surface was used to 

optimize a crosslinking procedure to immobilize peptides to the amine surface via their 

carboxyl termini [135]. Many solid phase Edman reactions have employed the use of 

EDC chemistry to immobilize peptides onto resin supports [85]. By performing EDC 

chemistry on amine coated glass beads and Tentagel beads, we have demonstrated a 

feasible scheme for covalently immobilizing peptides on the solid supports. It must be 

noted here, that the N-terminal amine group of the fluorescently labeled peptide is 

protected by either boc or fmoc protecting group that prevents the formation of the 

peptide concatemers. If the amines on the peptide are not protected, then amide bond 

formation would occur between the carboxyl and the free amine group of peptides in the 

presence of EDC. The fluorescence intensity of these immobilized peptides on Tentagel 

beads was unchanged with 24hour incubation with the Edman solvents (see figure 3.4a). 

Owing to the probable presence of hydrophobic pockets between the polymer matrices in 

Tentagel beads, which may give rise to false interpretation of binding, we performed the 

EDC test on aminosilane coated glass beads (figure 3.4b). Under conditions prohibiting 

amide bond formation, we saw little to no binding on the glass beads. With these set of 

experiments, we have demonstrated a strategy to immobilize peptides covalently on 

amine surface and show the stability of the bonds and surface to incubations with Edman 

solvents.  
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Figure 3.4: Peptides can be stably and covalently immobilized on amine surfaces using 

EDC chemistry. 

The carbodiimide conjugation between the activated carboxylic acid of the peptide - 

(fmoc)-K*A (where * is the fluorescent tetramethylrhodamine) and amine group on 

Tentagel beads occurs by the EDC (Ethyl-(3-dimethylaminopropyl) carbodiimide)/NHS 

cross-linker (see methods for the EDC coupling protocol). The peripheral fluorescent 

signal from immobilized peptide is stable with 24 h incubation with TFA or 

pyridine/PITC (9:1 v/v) solvents as seen in figure (a). The panel of images of peptide 

(fmoc-K*A) immobilization on aminosilane coated glass beads in figure (b) controls for 

the effect of other variables involved in the chemistry and the non-covalent binding of 

Tentagel beads. High density peripheral binding of peptides is observed on amine coated 

glass beads which verifies that the peptides are covalently immobilized on the amine 

surface via their carboxylic acid group. Scale bar used is 200 µm.  

Fluorescence of rhodamine dyes is pH dependent 

The fluorescence from rhodamine dyes has been known to be pH dependent [136] 

requiring efforts to determine the most suitable imaging buffer. The investigation of pH 

dependence on the fluorescence properties of four different rhodamine labeled peptides 
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(see figure 3.5 for structure and positional nomenclature for rhodamine dyes and the 

peptides), indicated an environmentally induced variation in their behavior.  

 

 

Figure 3.4: Structure of rhodamine variants with the conjugated peptide.  

The structures of the four peptides with their ε–lysines labeled with the rhodamine dye 

variant are shown. Peptides A and B was (boc)-K*A labeled with rhodamineB and 

rhodamine101 respectively. Peptide C is (fmoc)-K*A labeled with tetramethylrhodamine 

and peptide D was labeled with a rhodamineB but contains a synthetic N, N’-

dimethylethylenediamine (DMEDA) linker.  

The acidic environment of the imaging buffer (pH 1.0) caused the highest 

fluorescence of the rhodamine labeled peptides (figure 3.6a). However the pH effect was 

most profound in the case of peptides labeled with rhodamineB (peptide A) and 

rhodamine101 (peptide B). This effect did not seem to occur for the case of 

tetramethylrhodamine labeled peptide (peptide C). The peptides A and B showed pH 

dependent fluorescence because the amide nitrogen foound at the 3' position is closer to 

the carbon position at 9 (or 1') and results in a 5 membered ring formation. This 

spirolactam ring is known to quench fluorescence and occurs at a pH higher than 3.1 

[137]. This spirolactam formation does not occur for tetramethylrhodamine since the 
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succinate ester is present at the 5'- 6' position is not accessible to the central ring. The 

spironolactone formation, involving a ring formation with the carboxylate oxygen (at 3' 

position) can potentially quench fluorescence but requires a strong base such as 

piperidine. To test the hypothesis and prevent spirolactam formation in rhodamineB, we 

added an N, N’-dimethylethylenediamine (DMEDA) linker between the rhodamineB 

fluorophore and the aspartic acid side chain of the peptide resulting in the methylated 

amine at the 3' position. This prevented ring closure of the rhodamineB variant and was 

demonstrated by the independence of its fluorescence intensity with different pH imaging 

buffers.  

By exploiting the fluorescence dependence on pH for the different fluorophores, 

we could isolate the fluorescence from a dye based on its pH and emission spectra. While 

the highest fluorescence of rhodamine B dye was observed in pH 1 buffer in the TRITC 

filter channel, the 5, 6-carboxynaphthofluorescein had its highest intensity in the pH 10 

buffer in the Cy5 filter channel (figure 3.5b). This highlights a novel theoretical method 

of isolating two neighboring fluorophores from transferring resonance energy and thus 

preventing quenching or FRET (Forester Resonance Energy transfer) behavior [37]. The 

knowledge of the pH effect educated us on implementing pH 1 as the imaging buffer of 

choice for future experiments involving rhodamine dyes.  
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Figure 3.5: Fluorescence of rhodamine dyes attached to peptides is affected by the pH of 

the imaging buffer. 

(a) Comparison of four different synthetic peptides (fmoc or boc)-K*A, labeled with 

commercially available rhodamineB, rhodamine101, tetramethylrhodamine or 

rhodamineB with DMEDA linker, showed differences in their fluorescence behavior 

under different pH conditions. While all the rhodamine variants showed enhanced 

fluorescence under pH 1 imaging buffer, the fluorescence of tetramethylrhodamine and 

synthesized methyl-rhodamineB was stable across pH 1 to pH 10 imaging buffers. The 

fluorescence of the rhodamine variants are dramatically reduced under basic conditions 

due to the formation of spirolactam (see text for reasoning). (b) The panel of images 

show the fluorescence of napthofluorescein in the CY5 channel under basic conditions 

while maximum fluorescence of rhodamine 101 dye is observed in acidic conditions. The 

pH effect on dye fluorescence can be theoretically leveraged to decouple the dye 

neighborhood interactions (such as FRET). The free electrons in the nitrogen atom in the 

amide bond formed with the peptide for rhodamineB and rhodamine 101 variants (see 

figure 3.5 for the structures) causes spirolactam ring formation and quenched 

fluorescence under basic conditions. 
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Edman degradation occurs at high efficiency on beads 

After determining the stability of the fluorophore and the amide bond between the 

peptide’s carboxyl and the surface’s amine groups, we tested the efficiency of Edman 

chemistry on three different peptides differing in the position of its fluorescently labeled 

lysine residue. Four cycles of Edman degradation were performed in parallel on the three 

peptides with the sequences - (fmoc)-K*A, (fmoc)-GK*A and (fmoc)-K*AK*A (K* 

represents the lysine labeled with tetramethylrhodamine at its ε position). The peptides 

were immobilized on Tentagel beads via their C-termini and the fmoc protecting group at 

their N-termini was removed by incubation with 20% Piperidine in DMF for 1 hour prior 

to Edman degradation. To control for any false enhancements or decreases in 

fluorescence of beads due to effect of solvents and not the Edman chemistry, the “Mock” 

degradation scheme of solvent incubation and washes were used. A “Mock” Edman cycle 

is similar to a regular Edman cycle, but without the reactive phenylisothiocyanate reagent 

in the coupling solvent. The fluorescence profile of the beads through the Mock and 

Edman degradation cycles shows a statistically significant step drop coinciding with the 

position of the labeled lysine (see figure 3.7). Thus by tracking the fluorescence intensity 

decrease with Edman cycle, we obtain the positional information of lysine residues in the 

three peptides. The determination of this positional information is the basis for 

fluorosequencing.  
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Figure 3.6: Edman degradation can be used to determine the positional information of the 

fluorescently labeled lysine residues of synthetic peptides using bulk 

fluorescence measurements.  

Edman degradation was performed on three rhodamine labeled synthetic peptides (KA, 

GKA and KAKA) immobilized to Tentagel-NH2 beads via their C-terminal carboxyl 

group and blocked by fluorenylmethoxycarbonyl (fmoc) at their N-terminal amines. After 

deblocking the peptide, the step decrease in fluorescence intensity (in the TRITC 

channel) for each peptide coincided with the position of the labeled lysine as shown in 

the bar chart (a). Any loss of fluorescence occurring due to the use of solvents is 

controlled by the mock experimental cycle. A 60-70% decrease in the overall intensity 

after the Edman cycles is observed for all the beads. The panel of images (with the radial 

profile in the inset) are representative fluorescent images of the beads for each of the 

peptide used across all the experimental cycles. They provide a visual illustration of the 

decrease in the fluorescence of the beads that coincides with the position of the labeled 

lysine residue. All the fluorescent bead images are acquired in the TRITC channel (see 

methods for filter setup used) at an acquisition of 20 milliseconds under pH 1 imaging 

buffer. The scale bar shown is 200 µm.  
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The protocol used for Edman degradation was adapted and optimized from 

similar solid phase chemistry [70,78] and showed efficiency of cleavage ranging from 

60-90%. It must be noted here that since Tentagel beads are heavily PEGylated 

(comprising of polyethylene glycol (PEG) polymers), a number of sites are available for 

strong non-specific binding of the hydrophobic peptides. Due to the accumulation of 

functional groups and thereby covalent peptide binding at the periphery of the bead we 

attempted to calculate the true fluorescence intensity of the peptides on the bead by 

calculating the area under its radial profile. Due to the unambiguous occurrence of a two-

step drop in fluorescence intensity at Edman cycle 2 and 4 for the doubly labeled peptide 

(fmoc)-K*AK*A or the presence of a single step drop at Edman cycle 2 for the case of 

(fmoc)-GK*A, we could argue that the Edman efficiency must be largely greater than 

50%, at least in the preceding steps. A lower efficiency would result in a decay of 

fluorescence with Edman cycles as opposed to a stepwise drop. The high efficiency of 

Edman degradation on these fluorescently labeled peptide variants establishes the 

practicality of performing fluorosequencing and Edman degradation on long 

fluorescently labeled peptides.  

 

CONCLUSIONS 

We have demonstrated the feasibility of identifying peptides immobilized on 

Tentagel beads in bulk, using the stepwise decrease in the fluorescence intensity with 

Edman degradation cycles. In order to achieve this - (a) fluorophores such as 

tetramethylrhodamine were analysed for their stability to solvents used in the chemistry; 

(b) the choice of an amide bond between the carboxylic group at the C-terminal amino 

acid of the peptide and amine groups on the surface by using EDC as the cross linker was 
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established; (c) the acidic buffer was identified as the ideal imaging solution and (d) the 

protocol for Edman degradation was optimized for high efficiency of amino acid 

cleavage.   

Although this set of experiments provides evidence for the feasibility of 

fluorosequencing on the bulk fluorescence of peptides on beads, a number of key features 

of resin based chemistry must be considered when attempting to translate the chemistry 

to single molecule peptides immobilized on a flat glass surfaces. Some of them are - (a) 

The Tentagel beads were mixed vigorously with the Edman reagents during the 

chemistry; (b) The beads expand in certain solvents such as dichloromethane and could 

provide an enhanced local concentration of the reagents for the immobilized peptides; (c) 

Amine terminated polyethylene glycol chains, having a wide polydispersity, are grafted 

on the polystyrene beads and (d) High concentration of peptides were immobilized on the 

surface which may have resulted in high reaction rates. While it may be unclear on 

whether these factors can affect the translation to the alternate platforms, the 

establishment of the chemistry procedures (a prerequisite for single fluorosequencing 

studies) have been successfully established.  

 

MATERIALS AND METHODS 

Amine coating on beads 

The commercially available 100 µm TentagelS-NH2 resin beads (Cat # 04773, 

Chem-Impex International Inc., IL, USA), made of amine functionalized PEG chains 

grafted on polystyrene beads, was used as such for the experiments. For the preparation 

of 100 µm glass beads (Cat # 4649, Sigma Aldrich, MO, USA) with an amine 

functionalized surface, the beads were loaded into syringe with frit (Cat # NC9214213, 
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Thermo Fisher) and first cleaned by repeated washes of 5% Alconox (detergent), 

followed by acetone, 90% Ethanol and finally 1 M Potassium hydroxide (KOH). Between 

each of the different solutions, the beads were thoroughly washed with de-ionized water. 

The aminosilane coating step was carried out by gently shaking the cleaned beads for 1h 

at room temperature in a solution of 10% Aminopropyltriethoxysilane (Cat # SIA0610.1 

Gelest Inc., PA, USA) in the acidified 5% v/v of acetic acid/methanol solvent. The beads 

were washed with methanol and water before vacuum drying.  

Peptides used in the study 

 The sequences and modifications of the custom peptides (provided by Dr. Eric 

Anslyn) are (a) (fmoc)-K[TMR]A, (b) (fmoc)-GK[TMR]A, (c) (boc)-

K[rhodamine101]A, (d) (boc)-K[rhodamine B]A, (e) (boc)-K[rhodamineB-DMEDA]A 

and (f) (fmoc)-K[TMR]AK[TMR]A. Expansions of the abbreviations are - fmoc: 

fluorenylmethyloxycarbonyl, boc: butyloxycarbonyl, TMR: tetramethylrhodamine. The 

structures of the four rhodamine variants are shown in figure 3.4. All peptides were 

synthesized using a standard automated solid-phase peptide synthesizer, and purified 

using high-performance liquid chromatography (HPLC) or C18 solid phase extraction. 

Peptide immobilization 

 For immobilizing peptide via the carboxyl group of the C-terminal amino acid, 

EDC chemistry [135] was used. About 40 nano-mole of the peptide, with the blocked 

amine at its N-terminal amino acid, was incubated with MES coupling buffer, comprising 

6 mM EDC(1-ethyl-3-(3-dimethylaminopropyl)carbodiimide hydrochloride; Cat # 22980, 

Thermo Scientific), 5 mM NHS (N-hydroxysulfosuccinimide; Cat # 24599, Thermo 

Scientific) in 0.1 M MES buffer (pH 4.3; Cat #28390, Thermo Scientific), for 1h at room 

temperature. After appropriately diluting the activated peptides with 2 mM Sodium 
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bicarbonate buffer (pH 8.2; Cat # S233-3, Fisher Scientific), ~20 mg of amine 

functionalized beads were mixed and incubated for 16h at room temperature.  

Fluorophore immobilization 

The fluorophores used were either commercially purchased (from a number of 

distributors and vendors, predominantly Life Technologies, Sigma and Pierce) as a 

succinimidyl ester or chemically derivatized into that reactive form. The fluorophores, 

dissolved in dimethylformamide (DMF), were diluted in 2 mM Sodium bicarbonate 

solution (pH 8.2) to the appropriate concentration and incubated with Tentagel or glass 

beads for 16 hours prior to use.  

Edman degradation procedure 

The peptide functionalized beads were added into the syringes with frit, washed 

with DMF, dichloromethane (DCM) and methanol and dried under vacuum for 20 

minutes. 20% Piperidine in DMF or 90% TFA in water was used to deprotect the fmoc or 

boc derivatized peptides respectively. In brief, the Edman reaction of the deprotected 

peptides on beads comprised of incubating the beads in 20% phenylisothiocyanate (v/v in 

pyridine) for 30 minutes at 40°C for the coupling condition, followed by incubating in 

TFA for 30 minutes at 40°C for the cleavage of the N-terminal amino acid from the 

peptide backbone. After the coupling and cleavage condition, the beads were washed 

with Ethyl acetate solution for 5 minutes with constant shaking. Following the Edman 

reaction and before imaging, the beads were washed thoroughly with DMF, DCM and 

methanol. All solvents used were reagent grade solvents purchased from Sigma Aldrich 

(MO, USA). For Mock experimental cycle, the entire Edman reaction was performed but 

PITC was not added to the coupling reagent.  
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Imaging of beads 

 A tiny portion (~0.5 mg) of the solvent washed and vacuum dried beads, which 

was added to 50 µL of pH 1 (0.1M KCl/HCl buffer) or other imaging buffers, was spotted 

on a clean glass slide. The beads were sandwiched with a coverslip and its sides were 

taped. The DIC and epi-fluorescence images of the beads were obtained using a Nikon 

Eclipse TE2000-E inverted microscope (Nikon Inc., Japan). The images of the beads 

were acquired at different exposure times with a Cascade II 512 camera (Photometrics, 

AZ, USA) on a Nikon Apo 10x/NA 0.45 objective. A combination of excitation filters 

DAPI – AT350/50 (340–380 nm), FITC – ET490/ 20 (465–495 nm), TRITC – ET555/25 

(528–553 nm) and Cy5 - ET670 (590-640 nm) and emission filters DAPI – ET460/50  

(435–485 nm), FITC – ET525/36 (515–555 nm), TRITC – ET605/52  (590–650 nm) or 

Cy5 – ET700/60 (640–730 nm) were used (Chroma Technology Corp, VT, USA). The 

use of corresponding excitation and emission filter set for the experiments described is 

represented by their filter name like DAPI, FITC, TRITC and Cy5 in the experiments. 

The Sutter Lambda 10-3 lter wheels (Sutter Instrument, CA, USA), motorized stage 

(Prior Scientific Inc. MA, USA) and image acquisition were driven by Nikon NIS 

Elements Imaging Software. 

Image analysis of beads 

 For image processing and analysis, the circular outline of the beads was first 

identified by Hough algorithm. For a given fluorescent channels, the radial profile of 

every bead (normalized with its radius) was shape corrected with a negative bead profile 

(the radial profile of the control bead with only adsorbed fluorophores). This profile was 

averaged across all the beads under the experimental condition and area under the curve 

was calculated using the trapezoid method. For a different mode of image processing, 

when the peptide binding is not always on the periphery, masks were created for the 
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identified bead in the DIC channel and the count density (i.e. intensity/pixel) under the 

masks were calculated for all the fluorescent channels. All scripts were written in python 

using different publicly available image processing library such as openCV [138].  
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Chapter 4: Fluorosequencing of peptides at the single molecule level 

 

INTRODUCTION 

In the previous chapters we have discussed the theoretical justification for the 

fluorosequencing technique (chapter 2) and demonstrated the enablement of 

the fundamental chemistry procedures for peptide immobilization and Edman 

degradation using a bulk bead assay (chapter 3). Translating the bead based chemistry to 

a single molecule imaging system requires solving other fundamental and practical 

obstacles. This chapter contains a number of collaborative efforts in dealing with 

different aspects of the technique6.  

One of the major challenges in facilitating this single molecule fluorosequencing 

technique is the lack of any prior research in handling harsh organic solvents on 

microfluidic devices and performing fluorescence studies using it [44]. The use of harsh 

solvents such as trifluoroacetic acid limits the (a) number of inert materials that can be 

used in the system, (b) the choice of fluorophores and (c) the strategies for surface 

derivatization and subsequent peptide immobilization. Overcoming the technical 

challenges and implementing the fluorosequencing technique on synthetic peptide and 

peptide mixtures at the sensitivity of single molecules will demonstrate the proof-of-

concept for the methodology.   

The single molecule peptide sequencing system developed for this study required 

the integration of the fluidic device, a TIRF optical setup and a strategy for surface 

functionalization (figure 4.1). The fluidic system was automated and the Edman 

                                                 
6 Alexander Boulgakov worked on the image analysis pipeline and provided a working program to analyze 

and summarize my image data. Erik Hernandez (from Dr. Eric Anslyn’s group) synthesized a number of 

fluorescently labeled peptides. Joseph Marotta and Ken Demarest worked on automating and integrating 

the fluidic system with the Nikon NIS elements software.   
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chemistry procedure (developed for the bead study in Chapter 3) was implemented in the 

perfusion chamber. Algorithms for identifying and characterizing these single peptide 

molecules were also implemented.  

In this chapter, I discuss the enablement of the setup to image single molecules, 

identify the position of fluorescently labeled amino acid residues in peptide sequences 

and provide evidence for discriminating peptides in a two-peptide mixture at a single 

molecule sensitivity, based on the fluorosequencing methods. Having solved some of the 

fundamental and technical challenges, it is conceivable to extend the technique to more 

complex peptides and protein mixtures.  

 

 

 

Figure 4.1: Schematic representation of the experimental setup. 

The fluidic system (a) comprising of a syringe pump and a multi-position valve is 

automated to exchanges multiple solvents through the fluid line into the fluidic device 

mounted on the microscope platform. The exploded view of the fluidic device (image 

courtesy Bioptechs Inc.) (b) shows the internal parts of the temperature controlled 

chamber where fluid exchanges occurs over the functionalized glass surface. The 

fluorescence of the labeled peptides is acquired in a cooled EMCCD camera. The 

fluorescently labeled peptides are immobilized on the glass surface through their C-

terminal end on an aminosilane surface (c). The optical setup (d) comprises the laser 

system from where the aligned laser beam illuminates the glass surface in TIRF mode. 
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RESULTS AND DISCUSSIONS 

Peptides can be imaged at the single molecule level  

By titrating in peptides or dyes on the amine functionalized glass surface with 

increasingly higher concentrations, we observed an increase in the number of bright 

fluorescent spots under TIRF illumination (with the appropriate laser and filter setup). In 

general, titrating in 2-20 pM peptide on an aminosilane functionalized glass surface for 1 

hour results in 1000-2000 fluorescent spots per field (see figure 4.2b). Under constant 

illumination and high laser power, we can track the intensity of the identified fluorescent 

peaks through time. A number of known photo-physical processes characteristic of single 

fluorescent molecule such as blinking and photobleaching (by step drop in intensity) [46] 

were observed (see figure 4.1c). While the background fluorescence in the 647 channel 

was low and more or less stable, the high background fluorescence in the 561 channel 

decreased with illumination time (see methods for description of the incident laser and 

filter setup). The sum of the differences in the intensity of the central 3x3 pixel region 

from the mean intensity of the surrounding 16 pixel area (background pixels) was thus 

used to model the true intensity of the peptide. This decreasing background fluorescence 

(mostly observed in the 561 channel) is likely to be originating from fluorescing 

impurities used in the borosilicate glass for the coverslip. By rapidly traversing 1000 

fields, with an overlap of 10% for the next field, a physical region of 4 mm (L) x 1 mm 

(W) on the glass surface was imaged. A total of 1.7 million peptides (K*EGAECGY; * 

fluorophore is Hilyte647) could be imaged in 2 hours using a single channel laser 

illumination and filter setup (figure 4.2 a). It must be noted that in the experiments 

involving single molecule fluorescence measurements, extreme precautions were taken to 

avoid the entry of any fluorescing impurities onto the imaging surface at every step of 

slide preparation and fluid exchanges. In all the experiments, imaging of the slide with 
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water and methanol was done before adding peptides or fluorophores to check for 

background fluorescence impurities. We have observed that the use of spectrophotometry 

grade solvents greatly diminish the occurrence of fluorescent impurities on the slide. The 

image acquisition and processing setup (see methods and figure 4.7 for the description) is 

capable of identifying and analyzing changes in the photophysics of single peptide 

molecules through time or experimental cycles.  

 

 

Figure 4.2: Imaging single peptide molecules. 

(a) The heat map shows the density of immobilized peptides (K*[Hilyte647]EGAECGY) 

imaged across 1000 fields of view on the aminosilane glass surface which is housed in 

the microfluidic device. A total of 1.7 million peptides could be imaged in 2 hours using 

one imaging channel. (b) The typical field of view (dimensions of 200 µmx200 µm) in the 

647 channel (peptide A: boc-GK [Atto647N] AGAG); see methods for the filter setup 

used) has an average of 1500 fluorescently labeled peptides. The annotation arrow of the 

fluorescent dot represents a single peptide molecule. (c)The intensity profile of the 

fluorescent signal under constant laser illumination exhibits two types of photo-physical 

phenomena of photobleaching and/or blinking characteristic of a single peptide molecule.  
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Degassed methanol is an ideal imaging solvent for reducing photobleaching 

In the fluorosequencing technique, obtaining stable and high fluorescence signal 

from single peptide molecule is critical for statistically measuring intensity drops. Under 

different environmental conditions, the excited fluorophore may spend varying time in 

non-fluorescing states (e.g. triplet state) resulting in fluctuations in the observed 

fluorescence intensity from a single molecule called “blinking”. Although the blinking 

phenomena plays an important part in localizing fluorophores as in super resolution 

microscopy [139], it is not ideal for determining the number of fluorophores on a 

molecule. It can be reasoned that if each fluorophore in a molecule blinked at different 

rates, the observed fluorescence emission would be a poor predictor of fluorophore 

counts. Minimizing the blinking behavior is thus important.  

Step drops in fluorescence emissions occurring with a stochastic photobleaching 

events of a fluorophore has enabled counting the number of fluorophores per molecule 

and used in determining DNA repeats [125] or stoichiometry of proteins in a complex 

[45]. This step drops could be argued to be similar to fluorosequencing, where instead of 

the photobleaching event causing the destruction of the fluorophore, the cleavage event 

of the labeled amino acid by Edman degradation causes the step drop in fluorescence. 

Thus the imaging conditions, such as the time of acquisition, laser intensity and imaging 

buffers must be optimized to reduce the photobleaching and blinking rates.  

While it may be essential in the study of single biological protein molecules [36] 

to use aqueous imaging buffers where the native structures are preserved, this is not a 

requirement for our experiments involving small fluorescent peptide molecules. Since 

methanol is used as the solvent of choice in organic chemistry to study photophysics of 

fluorophores [140,141], we decided to use methanol as our basic imaging solvent. 

Another advantage of using methanol is the enhanced solubility of triplet state quenchers 
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such as Trolox (6-hydroxy-2,5,7,8-tetramethylchroman-2-carboxylic acid) and 

Cyclooctatetraene [57,142] and thereby the ability to use these compounds at high 

concentrations in the imaging buffer. In addition, the alcohols such as methanol and 

ethanol, have a refractive index of 1.32 close to that of water (1.33). This ensures its 

adaptability to the TIRF microscopy setup.  

 

 

Figure 4.3: Nitrogen purged methanol with Trolox reduces photobleaching and blinking 

of fluorophores. 

(a) The top green curve show the reduced time for photobleaching of 

tetramethylrhodamine labeled peptide, (fmoc)-K*A, under constant laser illumination 

when nitrogen purged methanol with 1 mM Trolox was used as the imaging buffer. (b) 

The half-life of the photobleaching curve under this imaging buffer was about 210 frames 

(or 105 seconds). (c) When this imaging buffer was used, the fraction of frames when the 

peptide was constantly fluorescing in the first 20 frames was about 30% as shown in the 

frequency histogram. The peptides were predominantly turned “ON” and did not blink or 

photobleach significantly during the imaging process.  

In order to optimize the imaging conditions, we measured the intensity time traces 

of single molecule peptides ((fmoc)-K*A (*: tetramethylrhodamine)) under constant laser 

illumination for 5 minutes using different imaging buffers. An acquisition time of 500 
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milliseconds/frame allowed us to observe and analyze the phenomena of bleaching and 

blinking of the single molecules (see figure 4.3). In addition to the use of untreated 

methanol, we tested the effect of other imaging solvents, such as nitrogen purged 

methanol and the use of Trolox and cyclo-octatetraene as additives to methanol, on the 

rate of photobleaching and blinking. The combination of nitrogen purged methanol and 1 

mM Trolox reduced the photobleaching effect by at least a factor of 5 (see figure 4.3b). 

It must be noted that the two step exponential fit best explained most photobleaching 

curves accounting for the rapid ground state depletion and the slower photobleaching 

phenomena [48]. However, under conditions with lowered photobleaching, such as with 

the addition of Trolox, the exponential fit was poor and thus the one step exponential fit 

model was used for measuring the photobleaching half-lives. To understand the effect of 

blinking rates, a normalized histogram of the dwell times (i.e. the number of frames that 

the molecule was identified as fluorescing) was plotted for the first 20 frames of acquired 

images. The 1 mM Trolox in nitrogen purged methanol had more than 30% peptides 

being constantly turned on when compared to the untreated methanol solvent (see figure 

4.3c).  It is however unclear, why the increase in the concentration of Trolox did not 

further decrease the photobleaching rates or blinking. Oxidized Trolox contaminants have 

been suggested to play a role in the photo-physical behavior of fluorophores [57]. These 

photobleaching studies illustrate the effect of oxygen removal from methanol and 

addition of triplet state quenchers. 

Aminosilane coating on glass is stable to Edman degradation cycles 

One of the key differences while translating the bulk fluorosequencing experiment 

performed on the Tentagel beads to the single molecule setup is the surface used for 

immobilizing the peptides. While the core of the bead consists of a polystyrene matrix, 
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single molecule TIRF experiments require fluorescent molecules to be immobilized on a 

#1 thickness glass coverslip. A widely used method for functionalizing glass and 

covalently immobilizing biomolecules is a self-assembled monolayer of aminosilane, 

consisting of an exposed aminopropyl group [60,143]. The simplest strategy for 

immobilizing fluorescent peptides or fluorophores to the glass surface requires the 

formation of two covalent bonds - the amide (bond between the succinate ester group of 

the fluorophore and the amine group) and the siloxane bond (Si-O-Si, bond formed 

between hydroxylated glass surface and silane layer) (see figure 4.4a). Although it has 

been shown in experiments on solid phase Edman degradation, that the aminosilane 

surface is chemically inert to the conditions and solvents used in Edman chemistry 

[86,144], acid hydrolysis of silane layers has also been reported [145–147]. Before we 

began the testing the fluorophores for trifluoroacetic acid stability (described in chapter 

3), we had a strong hypothesis that the aminosilane layer was degrading with 

trifluoroacetic acid treatment. We then tested and characterized a number of different 

surfaces coatings, but by incorrectly using an acid susceptible dye (see Appendix).  

The passivity of the immobilized peptides to solvent treatment relies on the 

stability of the amide and the siloxane bonds. The Tentagel bead assays (figure 3.6) 

confirmed the inertness of the amide bond to Edman solvents. To test the siloxane bond 

stability, we immobilized acid stable Atto647N fluorophore on the aminosilane layer via 

the amide bond and performed multiple cycles of Edman degradation. A constant density 

of peptides after the rounds of Edman cycles supported the hypothesis that the formed 

aminosilane coating is inert to Edman solvents and has specific chemical reactivity with 

exposed amine groups (see figure 4.4b). Having established the inertness of all the 

covalent bonds immobilizing the fluorophore to the surface, we were assured that 
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peptides could be stably anchored to the aminosilane surface by EDC chemistry and 

perform multiple cycles of Edman degradation.  

 

 

Figure 4.4: The aminosilane coating on glass slide is stable to Edman chemistry. 

(a) The self-assembled monolayer of aminosilane (Aminopropyltriethoxysilane) is 

covalently grafted on a glass surface by siloxane bond formation (-Si-O-Si-). (b) The 

density of the Atto647N-NHS fluorophore, immobilized via a stable amide linkage to the 

silane layer, remains unchanged with repeated experimental cycles of Edman chemistry 

after washes with wash buffer (1% SDS and 0.1% Triton in 1X PBS buffer). This 

indicates that the silane layer is stable to the solvents used.  

The Edman degradation cycle number provides positional information of the 

fluorescently labeled amino acid 

Having integrated the component methodology such as the optical and fluidics 

setup, imaging conditions, surface coating and functionalization, image processing 

pipeline and Edman degradation chemistry on bulk peptides, we performed Edman 

degradation on fluorescently labeled peptide molecules using the single molecule setup. 

In a typical experiment, we first immobilize the N-terminal butyloxycarbonyl (boc) 

protected peptides to the aminosilane surface via their C-terminal end by EDC chemistry. 

After de-protecting the boc group by incubating it with 90% TFA (in water) for 5 hours, 

we perform two cycles of control ‘Mock’ chemistry. This Mock control step has the 

identical conditions and solvent exchange procedures as would be performed during the 

Edman chemistry cycle, but without the PITC reagent added to coupling solvent 
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(pyridine). These two cycles accounts for losses occurring due to removal of adsorbed 

peptide with the solvent exchanges and/or photobleaching. The Mock cycles are then 

followed by multiple experimental rounds of Edman chemistry. The same fields are 

imaged in methanol after the completion of each of these experimental cycles and the 

fluorescent intensity of single peptide molecules are tracked.  

When performing the Edman cycles, the loss in fluorescence from a singly 

labeled peptide should coincide with the position of the dye labeled amino acid residue. 

We performed the multiple experimental cycles on the immobilized peptide, Peptide A: 

(boc)-GK*[Atto647N] AGAG, and observed a significant loss of about 50-60% in the 

average peptide density (images of 20 fields) only at the 2nd Edman cycle (figure 4.5). 

This coincides with the position of the Atto647N labeled lysine residue on the peptide 

and demonstrates that the loss of fluorescent peptides was predominantly due to the 

cleavage of amino acids by Edman chemistry. In order to verify that the loss of 

fluorescent peptides was indeed due Edman chemistry and not due to an unknown source 

of surface degradation occurring at the 2nd Edman cycle, we immobilized a spectrally 

distinguishable Alexa Fluor 555-NHS on the surface and tracked its density (shown as 

orange star). The constancy of the Alexa Fluor density through the experimental cycles, 

further confirmed that the loss of the fluorescent signal observed in the 647 channel was 

only due to the cleavage of the fluorescently labeled lysine residue by Edman chemistry.  

The panel of images of the same field shows the ability to track the fate of single peptide 

molecules through Edman cycles and identify the position of the fluorescent amino acid.   
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Figure 4.5: The position of the fluorescently labeled lysine can be determined by Edman 

degradation chemistry. 

The density of fluorescently labeled peptides, (boc)-GK[Atto647N]AGAG, immobilized 

on the aminosilane surface, significantly decreased only at the 2nd Edman degradation 

cycle (as seen in the bar chart). This coincides with the position of the labeled lysine 

residue. There was no change in the density of the immobilized Alexa Fluor dye 

molecules (values with their standard deviation shown as orange stars) reaffirming the 

stability of the surface in the experiment. The panel of images are representative images 

where the same field through the experimental cycles is tracked, beginning with the 

removal of the boc group, two cycles of Mock chemistry (a control step where the 

reactive PITC reagent is removed) and three cycles of Edman degradation cycles. The 

pointed arrow indicates the observed disappearance of a single fluorescent peptide 

molecule only after the second Edman cycle. 

We then tested the ability of this technique to discriminate two peptide 

populations differing in the position of their labeled amino acid residue. Two synthetic 

peptides – Peptide A: (boc)-GK*[Atto647N]AGAG and Peptide B: (boc)-
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K*[Tetramethylrhodamine]AGAAG, differing in the position of lysine residue and the 

fluorophore (the two dyes fluoresces in the 647 and 561 channel respectively) were 

immobilized on the aminosilane surface. Experimental cycles of Mock and Edman 

chemistry was performed, as before, and the density of single molecules was measured in 

the two channels (see figure 4.6). The loss in the density of Peptide A (observed in the 

647 channel) occurred only in the 2nd Edman cycle, that coincides with the position of its 

labeled lysine residue. A significant loss in the density of Peptide B (observed in the 561 

channel) occurred at the 1st Edman cycle which correlates to the position of the labeled 

lysine residue in that peptide. The ability to assign the fluorescence signals to one of the 

two peptides at a level of single molecule (see image panel) in a mixture demonstrates the 

ability of the fluorosequencing technique to potentially discriminate peptide populations 

in a mixture.  

The efficiency of Edman cleavage (say for Peptide A) is about 50% at the second 

cycle, if we calculate the loss of the peptide density from the preceding Edman cycle. We 

can speculate regarding the less than 100% efficiency of this reaction. Firstly the 

efficiency is clearly much higher than 50% in the preceding step of glycine cleavage, 

since a less than 50% decrease in peptide density in the 1st Edman cycle would have led 

to far fewer losses at the 2nd Edman cycle. In addition, there was not another step drop 

observed in the 3rd Edman cycle, indicating that further Edman cycles occurred with far 

less efficiency and/or peptides were unable to undergo further cleavage. The possibility 

of formation of an uncleavable peptide could be considered, since the presence of oxygen 

in the phenylhydantoin intermediate adduct results in oxidative desulfurization reaction 

[67]. This replacement of sulfur with oxygen results in a urea bond (phenylcarbamyl 

group) which is incapable of undergoing further Edman reactions. This could also 

account for the fact that cleavage does not occur with further Edman cycles. In other 
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words, whichever peptide could have undergone cleavage, did undergo Edman 

degradation.  

 

 

Figure 4.6: Peptides differing in their fluorescently labeled amino acid position can be 

discriminated at the level of a single molecule. 

The fluorescent density of two spectrally distinguishable peptides immobilized on the 

aminosilane surface, decreased significantly at the first and the second Edman 

degradation cycles and was observed in the 561 and 647 channels respectively (as shown 

by the bar charts). While the decrease in the fluorescent peptide count in the 561 channel 

can be ascribed to the loss of rhodamine labeled lysine in the peptide – (boc)-

K*AGAAG, the loss of peptides in the 647 channel corresponds to the Atto647N labeled 

lysine cleavage in the peptide – (boc)-GK*AGAG. Single peptide molecules were 

tracked through the experimental cycles of de-protection, two control Mock cycles 

(solvent exchanges without the PITC reagent) and three Edman degradation cycles (as 

shown in the panel of images). The arrows annotating the fate of two spectrally different 

peptide molecule through Edman cycles, is an example demonstrating the ability to 

discriminate two population of peptides in a mixture at a sensitivity of a single molecule.   
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CONCLUSIONS 

In this chapter, we have demonstrated the technique to identify the position of a 

fluorescently labeled amino acid residue in peptides at a sensitivity of a single molecule. 

The technique involved optimization of the Edman chemistry, adaptation and automation 

of a fluidic system and a set of image acquisition and image processing methods to 

enable the fluorosequencing on the single peptide molecules. We have been able to obtain 

a working solution for a number of practical obstacles such as screening solvent 

compatible materials, imaging surfaces and fluorophores. We have shown the ability of 

the fluorosequencing technique to discriminate peptides in a mixture with high sensitivity 

based on its position of its fluorescently labeled lysine. The technique could have 

implications in large scale multiplexed protein identification.  

 

MATERIALS AND METHODS 

Aminosilane slide coating 

 40 mm #1 thick glass coverslips (Bioptechs Inc., PA, USA), was placed 

vertically in a custom made Teflon rack, and cleaned by washes and sonication with 5% 

Alconox (detergent), acetone, 90% Ethanol and finally 1 M Potassium hydroxide (KOH). 

Between each of the different solvent washes, the slides were thoroughly washed with de-

ionized water. The aminosilane coating step was carried out by incubating the slides for 

20 minutes in 1% Aminopropyltriethoxy silane (Cat # SIA0610, Gelest Inc., PA, USA) 

dissolved in the acidified 5% v/v of acetic acid/methanol solvent. The slides were 

sonicated intermittently for 1 minute to dislodge any adsorbed silane molecules. After 

incubation, the slides were rinsed thoroughly with methanol and water. It was then dried 

with nitrogen and stored under vacuum until use. The slides were imaged in water and 
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methanol prior to peptide or fluorophore immobilization to check for presence of 

fluorescing impurities.  

Peptides used 

Peptide A: (boc)-GK*[Atto647N]AGAG and Peptide B: (boc)-

K*[Tetramethylrhodamine]AGAAG was synthesized by Thermo Fisher Scientific (IL, 

USA) with a purity of >95% and validated by mass spectrometry. Peptide 

K[Hilyte647]EGAECGY was synthesized by AnaSpec Inc. (CA, USA) and validated by 

mass spectrometry. Peptide (fmoc)-K [Tetramethylrhodamine]A was synthesized and 

purified by solid phase HPLC by Dr. Eric Anslyn’s group. In all the peptides, the 

fluorophores was covalently attached to the ε-amine of the lysine residue 

Peptide immobilization 

 400 picomoles of peptide (dissolved in 20 µL dimethylformamide) was incubated 

with 80 µL of 0.2 µm filtered MES coupling solution (0.1 M MES buffer (Cat #28390, 

Thermo Scientific), 5 mM N-hydroxysuccinimde (NHS; Cat # 24599, Thermo Scientific) 

and 6 mM (1-ethyl-3-(3-dimethylaminopropyl) carbodiimide hydrochloride) (EDC; Cat # 

22980, Thermo Scientific) for 1 hour to form an EDC adduct at the carboxyl terminus of 

the peptide. Dilutions of this EDC coupled peptide was made to zepto-molar 

concentration in 0.2 µm filtered 2 mM sodium bicarbonate buffer (pH 8.2; Cat # S233-3, 

Fisher Scientific). The peptides were titrated on the slide and imaged at every dilution to 

reach an approximate density of about 1000 peptides/field. The peptides at the 

appropriate dilution were then incubated for 1 hour at room temperature for immobilizing 

the peptide to the amine functionalized surface via the amide bond. Non-specifically 

bound peptides were removed by repeated washes with water and methanol.  
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Solvents used 

 Highest purity and mostly spectrophotometry grade solvents of Methanol (Cat # 

494437, Sigma), Ethylacetate (Cat # 270989, Sigma), Acetonitrile (Cat # 34967, Sigma), 

trifluoroacetic acid (Cat # T6508, Sigma), Pyridine (Cat # 270970, Sigma), 

Dimethylformamide (DMF, Cat # 270547, Sigma), phenylisothiocyanate (PITC, Cat # 

P1034-10x1ml, Sigma) and water (Cat # 5140, Thermo Scientific) was used for all the 

experiments. Coupling solvent, comprising of 9:1 v/v of pyridine: PITC, was freshly 

prepared before use. The coupling solvent and the free-basing solvent consisting of 

10:3:2:1 v/v of acetonitrile: pyridine: triethylamine: water was flushed with nitrogen for 5 

minutes and maintained under nitrogen atmosphere by piercing the septum with a 

nitrogen filled balloon. The cleavage solvent used was 90% TFA in water. The glass vials 

fitted with a sealable Teflon-silicone septum (Cat # 27022, Sigma) used was rinsed with 

acetone and the solvent with which it is stored. The FEP tubing from the valves were 

pierced through the septum and the entire system was maintained under anoxic condition.  

Fluidics system 

 The aminosilane coated glass coverslip housed in a microfluidic chamber was 

adapted from the FCS2 perfusion chamber (Bioptechs Inc., PA, USA). The vendor 

supplied upper and the lower gaskets was replaced with 0.03” perfluoroelastomer 

Kalrez®-0040 material (DuPont Inc., local vendor - Austin Seals company, TX, USA) 

and a diamond shape was cut in the lower gasket (die Number - 452458, cut by Bioptechs 

Inc.). The shape ensured complete fluid exchanges when compared with a rectangular 

cut. The Kalrez material had ideal compressibility with a shore durometer A of 70 

(personal communication with supplier) and had chemical inertness to trifluoroacetic acid 

(figure 4.7). 
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Figure 4.7: Kalrez® rubber is the ideal gasket material for handling trifluoroacetic acid 

(a) 11 different rubber materials sourced through a number of vendors were cut as 2cm 

(L) x 1cm (W) strips and tested for its inertness after 24 hour of TFA incubation (see the 

panel of cut strips, before and after TFA incubation). (b) Among the tested rubber 

materials, Kalrez ® (from DuPont) material showed the least change in volume (as seen 

in the bar chart) and had a shore durometer A of 70, indicating good compressibility. 

Teflon although inert was not compressible and caused leaks when used in the perfusion 

chamber. Other materials such as Santoprene was not available at the desired thickness. 

The fluid flows through the perfusion chamber was controlled by a pump and 

valve system. This sequential injection system, comprising of a 1 mL 3-port syringe 

pump (Cat # MicroCSP-3000) and 10-port multi-position valve (Cat # C25-3180EMH) 

was used to dispense distinct solvents used in Edman chemistry into the perfusion 

chamber. Water was used as the carrier fluid and the tubing were flushed before every 

experiment. This sequential injection system was purchased from FIALab Inc. (WA, 
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USA). 1/16” fluorinated ethylene propylene (FEP) tubing was used in all the connections 

leading to and from the pump and valve system. A union connector (Cat # P-623, IDEX 

Health and Sciences, WA, USA) combined the 1/16” tubing from the valve output to the 

1/8“ tubing connecting to the perfusion chamber inlet. The outlet from the perfusion 

chamber was a 1/8“tubing draining into a waste container.   

The pumps and valve was controlled via its RS-232 serial port which was 

integrated with the computer by a RS232 to USB converter. Custom made code in python 

(using pySerial module) was used to control the speed, position and volume of fluid 

dispensed or aspirated by the pump and the different open positions of the valve via the 

vendor’s built in firmware. A set of sequential commands to the pump and valve 

automated the Edman procedure. 

Imaging system 

The inverted Nikon Ti-E (Nikon Inc., Japan) microscope equipped with a perfect 

focus system and a motorized stage - ProScan II (Prior Scientific, MA, USA) has a 

custom built insert (from Bioptechs Inc., PA, USA) to hold the microfluidic device. The 

Agilent laser launch unit - monolithic laser combiner (MLC400B) has 405, 488, 561 and 

640 nm wavelength solid state lasers coupled to the AOTF crystal with a nominal power 

output of 20 mW for the channels. The output laser is coupled by a fiber optic cable to 

the inverted microscope via the TIRF arm, which contains a focusing knob to align the 

light beam onto the back focal plane of the 60X 1.45 oil objective. The 561 (Cat # 97323) 

and 647 (Cat # 97336) channel TIRF cube (Nikon Inc., Japan) has the appropriate 

cleanup emission filter and excitation filters. Images acquired using this 561 filter cube 

and the 561 incident laser is termed as images in the 561 channel and similarly 647 

channel if the 647 filter cube and 647 incident laser combination is used. The images are 
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recorded with an iXon-X3 DU897 EMCCD camera (Andor Inc., Belfast, UK) cooled to -

70C at a typical exposure of 1 sec per frame. The lasers, camera and stage movements are 

controlled by NIS Elements (Nikon Inc., Japan) and/or by the macros scripted into the 

software environment.  

Image analysis 

The image processing pipeline for identifying and characterizing the fluorescent 

signal from a single molecule is shown in figure 4.8.  

 

 

Figure 4.8: Image processing pipeline to identify single molecules 

Identification and attribution of fluorescent signals to single molecules is first achieved 

by applying a median filter to the acquired images followed by candidate peak selection 

using the convolution algorithm (see methods for details on the correlation matrix used). 

The pixel intensities (spanning a 25 pixel area) of candidate peak regions are fitted with a 

Gaussian function to approximate to a point spread function. The peak is assigned to 

single molecule signal if it passes a goodness of fit criteria (R2>0.7).  
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In detail, a 512x512 pixel image from the camera was losslessly converted to tiff 

and png files. Median filter was applied on the png image to subtract the background. A 

convolution algorithm (with the values for the 9x9 convolution matrix populated by 

averaging the intensity values of 2000 manually identified peaks) was used to detect 

candidate peaks (which could be a fluorescing molecule) within a 5x5 pixel area. A 

Gaussian fit (since it approximates the airy function) was attempted on these candidate 

peaks to model a point spread function. Poorly fitting peaks with an R2 value of the fit 

less than 0.7 was discarded from the analysis. If the distance separating two adjacent 

peaks is less than 3 pixels, the peak with the lower R2 fit value is discarded from analysis. 

The sum of the central 3x3 pixel area was used as the estimate of the peak intensity and 

the ratio of the deviation of the intensity from the peripheral background 16 pixels to the 

deviation of the background pixels was used as the metric of signal to noise ratio (SNR). 

Alignment of two images of the same field on the slide was performed by rigid body 

registration algorithm and the image fields were typically offset by about 2-5 pixels in the 

x and y direction. No significant rotation of the images was detected.  

Imaging condition 

While most of the experiments involved untreated but spectrophotometry grade 

methanol (Cat # UN1230, EMD Millipore, Germany) as the imaging solvents, other 

solvents were used to optimize the imaging conditions. 100 µM, 1 mM and 10 mM 

concentrations of Trolox (Cat # 238813, Sigma) was prepared in methanol and added to 

the untreated methanol or nitrogen purged methanol. The imaging solvents were allowed 

to equilibrate with the immobilized peptides on the slide for at least 30 minutes before 

imaging.  
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Chapter 5: Conclusions and future perspectives 

 

This dissertation discusses one of the first attempts in developing a working 

system to identify single peptide molecules in a mixed peptide population. We first 

developed a theoretical underpinning for the fluorosequencing technology which helped 

in understanding the potential of the method and also ideate working solutions to account 

for the various foreseen errors. For the implementation of the fluorosequencing 

technique, we had to first establish the principal procedures for peptide immobilization 

and Edman degradation on fluorescently labeled peptides. To achieve this, we developed 

a bead based platform to screen for fluorophores that were stable to the harsh Edman 

solvents and optimize the chemistry protocols, in order to demonstrate fluorosequencing 

in bulk. Having established the Edman chemistry and found the fluorophores compatible 

with the solvents used, we implemented the technique to sequence simple synthetic 

peptide molecules using a single molecule setup. By developing this setup, a working 

solution to a number of fundamental and practical obstacles was established, such as the 

material choice for gaskets, purity of solvents used for the chemistry, imaging processing 

algorithms and an imaging buffer capable of reducing photobleaching and blinking 

phenomena. By identifying the fluorescent position of labeled lysine residue in a 

synthetic peptide and in a two-peptide mixtures, we demonstrated the feasibility of the 

fluorosequencing technique for single molecule peptide sequencing. 

Although a number of the component technologies used in the fluorosequencing 

technique had precedence, the integration into a new setup, produced a number of 

challenges to overcome. One of the major challenges faced during the project was the 

initial difficulty in interpreting a decrease in peptide density with trifluoroacetic acid 
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(TFA) incubation. We had made a series of reasoning that the fluorophore, Hilyte647, 

was inert to acid incubations. The assumptions were due to the fact that (a) the synthetic 

dye labeled peptide requires TFA to cleave it from resin (b) the dyes are sold as the TFA 

salt (personal communication with supplier) and (c) some of our early experiments of 

incubating the dye with TFA and the removal of TFA did result in the fluorescence 

recovery. The project led us on a time consuming path in trying to develop an alternate 

surface to aminosilane. However, the discovery that the fluorophore is susceptible to acid 

treatment proved useful in propelling the technique forward. Another challenge in the 

project was the need to screen a number of rubber materials, for gasket use, that is inert to 

TFA. Understanding the solvent effects on dyes was found to be a crucial step in 

designing the final experimental protocols. We finally had to solve the problem of 

obtaining a clean surface without fluorescent impurities, especially in the 561 channel. 

This required screening highly pure solvents which were used for slide preparation, 

Edman chemistry and imaging studies.  

The short term goal in advancing the fluorosequencing technology would be to 

establish the fundamental question in the effect of dye-dye interactions on fluorescence. 

Sequencing synthetic peptides containing (a) two labels of the same type, such as two 

rhodamine fluorophores, and (b) two spectrally distinguishable fluorophores (such as 5,6 

-carboxynapthofluorescein as the 1st dye and rhodamine variant as the 2nd dye) would 

aid in understanding the fluorophore interactions such as FRET or quenching. This may 

even require developing interesting design strategies of fluorophore structures in order to 

minimize spectral overlaps. The environmental effects on fluorescence discussed in the 

thesis, could be a novel work around in selectively decoupling the dye-dye interactions.  

Sequencing insulin (which comprises two chains of 30 and 21 amino acids) will 

be a bridge towards sequencing more complex protein mixtures. Insulin is relatively 
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inexpensive and available with high purity. The insulin protein molecule has two chains 

and provides an internally built stoichiometry. This means that when sequencing the 

peptides at the single molecule level, we should be able to identify the two peptide chains 

in equal proportions. The presence of five cysteine residues (3 and 2 respectively in the 2 

chains) would provide an easy experimental setup to label the peptides with available 

fluorophore derivatives (Alexa647N-Iodoacetamide (Sigma Aldrich) or the 

carboxynapthofluorescein dye with the iodoacetamide handles (synthesized by Dr. Eric 

Anslyn’s group)). By using GluC to digest insulin (the oxidized insulin B chain is the 

model peptide used to validate the GluC quality control test by Sigma Aldrich), we can 

obtain peptide fragments that differ in the position of cysteine residues (3 fragments 

contain 1 cysteine and 1 fragment contains 3 cysteine residues) and can be used for 

identifying the four peptide chains. This would extend the proof of the fluorosequencing 

technique to sequence naturally occurring proteins.   

What are the prospects for turning this technique into a practical protein 

sequencing technology? With a 60 year old heavily optimized and well understood 

Edman chemistry procedure, along with a number of commercially available Edman 

sequenators, it is easy to envision the improvement of our current 50-60% cleavage 

efficiency. Our experiments are already highly parallel and offer an unprecedented 

sensitivity in identifying peptide sequences in a mixture. Using our current imaging 

setup, we were able to identify about 1.5 million peptides in a 40 mm2 area. It is 

conceivable to scale the imaging area to a 25x25 cm region and thereby make it feasible 

to sequence at least a billion peptide molecules. This may however require redesigning 

the imaging platform in conjunction with a perfusion chamber. Some engineering efforts 

would also be required to develop imaging systems that can rapidly acquire images 

across multiple channels. This is important because a 1 second exposure per field 
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(currently done in the thesis), translates to 280 hours (or 11 days) for imaging 1 billion 

peptide molecules for one experimental cycle. There is however precedence for solving 

many of these obstacles, as similar fluidic and imaging needs have been met by the 

Helicos (now a defunct company) or Illumina DNA  sequencing platforms. The image 

processing algorithms developed for the project is scalable to handle large quantities of 

data and graphical processing units, present in most modern computers, can speed up 

computational time. We envision constant improvements for removing systematic biases 

in our experimental protocols, build more internal controls and optimize image analysis 

pipelines. This technology has the potential for sequencing proteomes ranging from 

simple viruses to complex cancers.  
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Appendix: Surface chemistry 

 

INTRODUCTION 

Based on an incorrect hypothesis that trifluoroacetic acid (TFA) treatment is 

capable of acid hydrolysis of silane layers, we attempted a number of different coating 

alternatives on glass surfaces (Table A1).  The choice of surface coating was primarily 

driven by three factors – surface (a) must be coated with a thickness of less than 50 nm 

(b) have a refractive index close to water to aid alignment in the existing TIRF setup and 

(c) must have organic functional groups (such as amines or carboxylates) or be capable of 

being functionalized. We characterized a large number of these surfaces and tested the 

stability of (acid susceptible) fluorescent dye to trifluoroacetic acid incubation. Among 

the different surfaces coated on glass, a fluoropolymer, Cytop (Bellex Inc., USA) had a 

number of interesting properties and was nearly suitable for the fluorosequencing 

technique. In this appendix, I describe experiments on working with this polymer for 

TIRF microscopy and the attempts in functionalizing the coated surface7. 

 

 

 

 

 

 

 

                                                 
7 The functionalization scheme described here was developed by Joseph Marotta. I characterized the 

surface. Hugo Celio (Center for Nanosciences Facility) helped me in running the XPS experiment and 

analyzing the spectra.  
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Table A.1: Survey and characterization of surfaces for TIRF microscopy 

Surface coating Deposition 

method 

Functionalization method Surface 

characterization 

No coating; Bare 

glass 

Ammonia 

plasma 

Allylamine 

plasma 

Amine functionalized 

monomers deposited 

Visibility: Dye 

observed;  

XPS: small loss of 

allylamine peaks; Si 

peaks observed after 

TFA incubations 

Aminosilane 

  

Liquid phase; 

Gas phase;  

PECVD 

Plasma deposition; 

Variants of aminosilane 

used; Repeated cycles 

with TFA incubation and 

Aminopropyltriethoxy 

silane (APTES) 

deposition; Mix of 

fluorosilane and APTES 

Dyes observed; Loss 

of dye density with 

TFA incubation. No 

change in contact 

angle for fluorosilane; 

Small change in 

dipodal silane; XPS: 

Small loss in carbon 

peak.  

Teflon AF Spin coating 

1% of 

polymer in 

Fluorinert 

(FC-72) 

Ammonia plasma 

(PECVD) 

Dyes and beads were 

visible but surface was 

uneven. No change in 

contact angle after 

TFA treatment 

Gold 

*Cr(10 

nm);Au(50 nm) 

*Ti(5 nm); Au (50 

nm) 

 

Thermal 

deposition; 

E-beam 

deposition 

Thiol-PEG-functional 

group added 

Unobservable dyes, 

peptides or quantum 

dots 

Polystyrene 

*Polystyrene 

*Poly(styrene-b-

tertbutylacrylate) 

Spin coating; 

Melting 

polystyrene 

beads (220°C 

for 20 

minutes) 

Melting of amine 

functionalized beads; TFA 

hydrolysis 

High amount of 

fluorescent impurities 

on melted beads; XPS 

data shows speculative 

results of carboxylic 

acid formation 

Polymethyl-

methacrylate 

sheet 

Melting on 

glass at 110°C 

for 30 minutes 

Plasma treatment for 

chemisorption 

Surface was opaque 

with heptane wash 
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RESULTS AND DISCUSSIONS 

Thin coating of CytopM on glass can be used for TIRF microscopy 

Cytop is an amorphous fluoropolymers from Asahi Glass (Japan; Sold through 

Bellex International, Wilmington DE,USA) which exhibits superior chemical resistance, 

95% transparency to visible light and has a refractive index of 1.34 (Technical notes from 

Bellex International, [148]). A variant of Cytop, Cytop M, (see figure A.1 for structure) 

has an amino-silane coupling group to the end polymer. This promotes the adhesion of 

Cytop M to glass without the need for applying a primer adhesive (such as fluorinated 

silane) to glass. A 1% and 2% Cytop-M solution in CytopSolv, was spin coated, at 

different speeds, on the 40 mm glass coverslips and 2” Silicon wafers. The coating on 

silicon wafer acted as a proxy for measuring thickness of the Cytop layer by Ellipsometry 

(see figure A.2a). With a speed of 4000 rpm a uniform Cytop surface with a 20 nm 

thickness was prepared.  

 

 

Figure A.1: Structure of functionalized CytopM 

The chemical structure of the amorphous fluoropolymer CytopM is shown. In this variant 

of Cytop, the end group is functionalized with aminosilane to improve adhesion to glass 

substrates or oxidized substrates.  
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Atomic force microscopy measurements were performed on the Cytop coated 

surface and it had a roughness of only about 1.2 ± 0.7 nm. (Figure A.2b). The polymer 

coating and curing process helped form a smooth surface. When I incubated the slide 

with fluorescent peptide molecules (K*[Hilyte647] EGAECGY), random movements of 

these molecules were observed. A snapshot of the movie is shown in figure A.2c. This 

indicated that the Cytop surface provides a low background surface that can be used for 

TIRF microscopy.  

 

 

Figure A.2: Thin CytopM layer can be spin coated on a glass surfaces 

(a) 1% and 2% CytopM was spin coated at different speed on a cleaned Si substrate. 

Ellipsometry (technique used to measure thickness of coating layers) measurements 

indicated than 20 nm thick CytopM surface can be obtained, making it amenable to TIRF 

illumination. The Si substrate was used as a proxy for glass measurements since the 

technique cannot work on the glass substrate. (b) Atomic Force Microscopy (AFM) 

studies on the CytopM layer on glass coverslip measured a roughness measurement of 

about 1.5 nm. (c) Image shows the high signal to noise of the peptide 

(K*[Hilyte647]EGAECGY) added to the Cytop surface (no immobilization). It also 

indicates that Cytop can be used for TIRF imaging. 
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Cytop coating is inert to TFA incubation 

The Cytop coating produces a hydrophobic coat with a water contact angle of 

about 110°. A 24 h incubation of the glass slide coated with Cytop with TFA did not alter 

the contact angle significantly (see figure A.3b). The figure insert shows the water 

droplet on the Cytop surface. We also characterized the surface with X-ray photoelectron 

spectroscopy, a widely used method to characterize the nature of the bonds on surfaces 

(see figure A.3). The survey spectra of CytopM remained unchanged after TFA 

incubation. On the region scan of the C1s, O1s and F1s with a dwell time of 120 seconds, 

characteristic peaks representing the different types of Carbon-Fluorine bonds in Cytop 

was observed. However no noticeable change in the peaks was observed with 24 hour 

TFA incubation. These two independent lines of evidence confirm the highly passive 

nature of the Cytop coating.  

 

 

Figure A.3: Surface characterization of CytopM coating shows stability to TFA 

incubation 

(a) Surface  coating of 1% CytopM on glass was characterized by X-ray photoelectron 

spectroscopy (XPS; a technique that provides information of the chemical bonds present 

on the surface, like C-C or C-O etc.) for changes in surface bonds with TFA incubation. 

By comparing the two spectra (orange and blue denoting Before and After 24h TFA 

treated surfaces), no noticeable change was observed in the survey spectra. The three 

regional spectra analyzing the C 1s, F 1s and O 1s bonds also did not show any 

significant differences. (b) Contact angle measurements of Cytop surface with water also 

did not indicate any difference with TFA treatment.  
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Functionalization of CytopM 

After a number of attempts in functionalizing the surface by ammonia plasma, 

allylamine grafting and even doping functionalized fluoropolymer during the Cytop 

coating process, we did not seem to form stable dye binding with TFA treatment. A 

procedure of introducing carbonyl group was adapted from an earlier study attempting to 

improve the wettability of Cytop [149]. Aluminum was thermally deposited on Cytop 

coated glass and its removal by NaOH incubation resulted in a hydrophilic surface8. XPS 

characterization of the surface (see figure A.4) indicated two additional peaks in the C1s 

and O1s region scans. This had a lower binding energy. By aligning the peaks based on 

known carbon peaks, adventitious carbon and the spectral shift (made with respect to Si 

2s peaks) and XPS databases (http://xpssimplified.com), we could speculate the 

formation of carbonyl like bonds appearing on the surface.  

 

 

Figure A.4: The Aluminum deposition and stripping method for functionalizing CytopM 

resulted in carbon and oxygen bond formation. 

The XPS spectra in the C1s and O1s region of CytopM layer (before and after the 

Aluminum functionalization method) showed a new peak formed at lower binding energy 

to the parent peak after the functionalization method (see annotation of new peak). The 

peaks were assigned to carbon-oxygen bonds. 

                                                 
8 Joseph Marotta performed the entire aluminum functionalization experiment. 
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CONCLUSIONS 

We repurposed a fluoropolymer material, Cytop for TIRF microscopy and 

demonstrated its inertness to trifluoroacetic acid. We used a method for introducing 

functional groups and by characterizing the surface, we speculated the formation of 

carbonyl-like groups exposed on the coating. However the different batches of Cytop 

and/or the functionalization process introduced a large number of fluorescent impurities 

and thus making it difficult to perform further TIRF microscopy. 

 

MATERIALS AND METHODS 

Coating Cytop layer 

To achieve a low thickness (<50 nm) coating, Cytop M concentrations and spin 

speed of the spin coater was optimized.  The spin condition of 400 rpm for 1sec and a 

slowdown to 0 rpm in 10 seconds was used for coating Cytop using spin coater in the 

clean room facility in Center for Nanosciences (Speciality Coating Systems, TX, USA). 

The glass coverslip is then degassed at 60°C for 10 minutes. This is followed by ramping 

the temperature to 160°C over 30 minutes. The surface was then cured at 160°C for 1 

hour.  

Measurement of thickness by Ellipsometry  

A 2” Silicon wafer (111) (TedPella, CA, USA) was used as a proxy for the glass 

coverslip for measuring thickness of the Cytop coating using Ellipsometry (M2000 

Spectroscopic Ellipsometer, J.A. Wollam, NE, USA). Measurements were made at five 

different angles between 41-71 degrees in the wavelength range of 300-1000 nm. The 

Cauchy equation for soft material was fitted on to the experimental data to obtain the 

thickness. The measurements were made in triplicates for each sample. 
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Surface Roughness measurements by Atomic Force Microscopy  

The topography of the Cytop coated glass slides were studied by tapping mode 

Atomic force microscopy (Agilent 5500 Atomic Force Microscope, Agilent 

Technologies, CA, USA; Facility in Center for Nanosciences) using a silicon cantilever 

with a conical shaped etched probe, with a resonant frequency of 160 KHz and a spring 

constant of 5 N/m was used (MikroMasch, CA, USA). The laser was aligned on the 

silicon tip and the reflected beam was centered on a QPD (Quadrant Photo - Diode) 

detector. The deflection of the tip caused during scanning the surface features is 

measured and topography mapped via a Proportional-Integral feedback control. The 

operating parameters typically used for surface scanning are – (a) proportional and 

integral gains were adjusted between 5 – 20% (b) scan speed was between 0.5 – 1 

line/sec (c) resolution of 256x256  (d) Scan area was typically 1 - 10 µm2. All surfaces 

were dried by nitrogen before analysis and the surface scanning performed in technical 

triplicates. The data was analyzed by Gwyddion 2.31 software and the roughness of the 

surface was calculated at five different regions on the image.  

Surface compositional analysis by X-ray photoelectron microscopy  

The elemental composition and the nature of the bonds on the different treated 

surfaces were analyzed by X-ray photoelectron spectroscopy (XPS). The data was 

recorded using the monochromatic Al-Kα line at 1486 eV and 150W and a pass energy of 

80 eV and 20 eV for acquiring the survey spectrum and highly resolved elemental spectra 

(like C 1s, Si 2p, F 1s etc.). Charge neutralization was implemented at the default setting 

of 20 mA. Data acquisition and processing were carried out using Vision software 

(Kratos, Manchester, UK) and CasaXPS version 2.3.16 (Casa Software Ltd, Teignmouth, 

UK) respectively. Peaks were fitted with Gaussing-Lorentzian peaks after linear 

subtraction of the background. 
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